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This  report  looks  at  tv/o  methods  to  better  separate  bli  I 
noise  from  wind  induced  noise  in  unattended  monitoring 
situations.  One  method  is  to  use  a  windscreen,  a  device 
which  prevents  wind  and  wind  induced  pressures  from 
reaching  the  microphone  diaphragm  while  allowing  the 
unimpeded  passage  ot  true  acoustical  pressures  to  the 
microphone.  The  second  method  is  to  make  the  micro¬ 
phone-black  box  system  "smarter"  so  that  it  can  separate 
wind  induced  noise  from  true  blast  noise. 

The  results  show  both  methods  can  do  a  good  job  of 
reducing  wind  induced  noise.  For  blast  noise,  where  the 
C-weighted  sound  is  relevant,  a  special,  two-layer  wind 
screen  can  reduce  ttie  C-weigtiled  sound  level  by  almost 
30  dB  as  compared  with  a  bare  microphone.  T  aking  the 
integrated  cross  product  of  two  vertically  spaced  micro¬ 
phones  (about  60  cm  spacing)  reduces  ttie  C-weighted 
noise  as  compared  with  a  bare  microphone  by  about  22 
cIB  Ttie  two  methods  can  be  combined,  but  only  when 
the  wind  induced  noise  level  is  very  high  and  the  C- 
weighted  background  noise  ambient  is  very  low.  Other¬ 
wise,  the  two  methods  together  are  too  good;  the  maxi¬ 
mum  useful  reduction  is  the  difterence  between  the  wind 
noise  level  and  the  background  acoustical  ambient 
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METHODS  FOR  DETECTING  LOW-FREQUENCY  SIGNALS  IN 
THE  PRESENCE  OF  STRONG  WINDS 


1  INTRODUCTION 

Background 

Environmental  noise  is  a  major  challenge  of  modem  technological 
society.  Manufacturing,  motor  vehicle,  and  aircraft  are  major  noise  sources 
in  urban  areas.  Around  Army  install'^tions,  the  low  frequency  noise 
generated  by  helicopters  and  large  weapons  becomes  a  major  environmental 
noise  problem.  Naturally,  quantification  is  one  facet  of  a  comprehensive 
program  designed  to  manage  and  mitigate  a  major  noise  problem. 

Typically,  the  magnitude  of  a  noise  problem  is  quantified  in  one  of  two 
ways:  (1)  computer  simulations  are  used  to  predict  contours  of  equal 
average  sound  energj-,  or  (2)  direct  measurement  is  used  to  quantify  the 
problem.  Sometimes,  such  as  with  airports,  monitoring  systems  are  used 
to  verify  and/or  adjust  computer  simulations.  In  any  case,  when  direct 
measurement  or  monitoring  is  employed,  the  goal  is  to  measure  just  the 
source  of  noise  in  question:  the  airpoil  or  the  single  airplane,  the  factory, 
the  downtown  heliport,  or  the  noise  from  big  guns  on  an  Army  base. 

When  using  an  unattended  monitoring  system,  or  "black  box,"  the 
challenge  is  to  isolate  the  source  of  noise  of  interest,  so  that  extraneous 
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noise  is  not  measured.  Near  Army  installations  wind  is  the  culprit.  Here, 
the  goal  may  be  to  measure  just  the  large-weapon  blast  noise,  but  the  wind- 
induced  noise  looks  just  like  blast  noise  to  the  monitor. 

Outside,  wind  is  ubiquitous.  Even  on  the  calmest  days  in  seemingly 
well  sheltered  areas,  air  flow  velocities  seldom  drop  below  0.5  m/sec;  on 
windy  days  they  can  often  exceed  10  m/sec.  The  wind  is  not  an  acoustic 
signal.  Some  small  fraction  of  its  energy'  may  be  radiated  as  an  acoustic 
pressure  wave,  but  a  large  percentage  of  it  is  simply  a  mean  flow  of 
particles  whose  speed  is  much  less  than  the  speed  of  sound.  In  essence, 
this  air  flow  can  affect  the  diaphragm  or  other  pressure  sensor  of  a 
microphone  in  exactly  the  same  way  a  real  acoustic  signal  does.  There  is 
a  mechanical  movement  which  yields  an  electrical  response  which  is 
virtually  indistinguishable  from  that  of  a  true  acoustic  signal. 

The  energy  in  blast  noise  from  a  large  weapon  peaks  in  about  the  15  to 
40  Hz  range,  and  there  is  little  energy  above  about  200  Hz  [Ref.  1).  As  will 
be  shown,  wind  noise  is  also  concentrated  at  almost  the  same  low  frequen¬ 
cies,  and  it  can  very  effectively  mask  blast  noise.  So,  if  one  tries  to 
measure  only  blast  noise  but  must  do  this  in  the  presence  of  wind,  there 
are  three  possible  outcomes:  (1)  a  blast  occurred  and  is  measured,  (2)  a 
blast  occurred  but  the  "black  box"  thought  it  was  wind  and  did  not  measure 
it,  or  (3)  a  wind  signal  occurred  but  the  "black  box"  thought  it  was  a  blast 
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and  measured  it.  Even  for  case  (1)  where  there  is  a  blast  and  the  "black 
box"  thinks  it  is  a  blast  and  measures  it,  the  signal  is  corrupted;  the  wind 
signal  adds  to  the  blast  signal. 

Purpose 

The  purpose  of  this  research  is  to  develop  acoustical  and  electronic 
hardware  which  can  minimize  wind  noise  while  allowing  the  undistorted 
passage  of  blast  signals  to  the  microphone  and  analysis  instrumentation. 
Approach 

This  report  looks  at  two  methods  to  better  separate  blast  noise  from 
wind  induced  noise  in  unattended  monitoring  situations.  One  method  is 
windscreens  which  prevent  wind  and  wind  induced  pressures  from  reaching 
the  microphone  diaphragm  while  allowing  the  unimpeded  passage  of  true 
acoustical  pressures  to  the  microphone.  The  second  method  is  to  make  the 
microphone/black  box  system  "smarter"  so  it  can  separate  wind  induced 
noise  from  true  blast  noise. 

Mode  of  Technology  Transfer 

The  methods  developed  in  this  study  will  be  made  available  to  the 
private  sector  so  that  retrofit  and  new  windscreens  on  the  Army’s 
unattended  blast  noise  measurement  and  monitoring  systems  can  better 
detect  and  measure  gun  noise. 
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2  WINDSCREENS 


A  microphone  windscreen"  is  defined  as  a  dcnce  which  reduces  turbu¬ 
lent  airflow  incident  upon  a  microphone.  This  turbulence  is  of  two  kinds. 
The  first  is  intrinsic  turbulence,  that  occurring  naturally  in  atmospheric 
airflows.  The  second  is  induced  turbulence,  which  results  from  the  inser¬ 
tion  of  a  microphone  or  a  windscreen  into  the  flow.  The  turbulence  causes 
pressure  fluctuations  on  the  diaphragm  of  the  microphone  which  are  not 
due  to  real  acoustic  signals;  that  is,  pressure  fluctuations  which  (except  for 
a  small  percentage)  are  not  independent  of  the  mean  flow  of  the  medium. 
In  spite  of  the  physical  differences  between  this  turbulence  and  acoustic 
waves,  the  effect  it  has  on  a  microphone  is  indistinguishable  from  that  of 
a  real  acoustic  wave.  In  particular,  the  response  of  a  microphone  due  to  a 
small,  localized  eddy  may  be  very  similar  to  the  response  due  to  a  blast 
wave.  This  is  illustrated  by  two  actual  microphone  recordings  shown  in 
Figure  1;  one  with  an  unscreened  and  one  with  a  screened  microphone. 
The  blast  signal  cannot  be  detected  in  the  unscreened  recording  because  the 
wind-induced  signal  is  as  large  or  larger  than  the  blast  signal.  For  these 
reasons,  the  phenomenon  of  apparent  sound  caused  by  turbulent  airflow 
across  a  microphone  has  been  called  "pseudosound"  or  wind  noise.  The  task 
of  a  windscreen  is  to  reduce  wind  noise  by  minimizing  turbulent  airflow  at 
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Figure  1.  Actual  microphone  recordings. 


the  microphone  diaphragm.  It  should  not,  of  course,  block  the  acoustic 
wave.  Realistically,  though,  any  windscreen  is  bound  to  allow  some  turbu¬ 
lent  airflow  and  to  produce  some  attenuation  of  the  acoustic  wave. 

Hiatoricfdly,  the  problem  of  windscreening  has  been  approached  from 
several  directions.  For  wind  incident  from  one  given  direction,  it  has  been 
shown  that  solid,  aerodynamic  cones  and  slit  tubes  can  block  the  wind  ef¬ 
fectively  without  serious  effects  on  the  acoustic  signal  [Ref.  2-6].  Real  field 
conditions,  however,  require  effective  screening  in  all  directions,  for  which  a 
solid  windscreen  is  not  feasible.  Therefore,  most  field  windscreens  surround 
the  microphone  with  a  semipermeable  “membrane”  which  is  intended  to 
decrease  the  airflow  and,  therefore,  the  turbulence  across  the  microphone 
diaphragm.  In  so  doing,  of  course,  the  windscreen  introduces  its  own  tur¬ 
bulence,  but  this  turbulence  is  generated  at  roughly  the  windscreen  radius 
away  from  the  microphone  and  thus  has  less  effect. 

Attempts  to  mathematically  quantify  the  effects  of  windscreens  have  met 
with  only  limited  success.  In  1938,  Phelps  developed  an  expression  for  the 
pressure  around  a  sphere  subject  to  an  incompressable,  nonturbulent  flow 
[Ref.  2|.  Using  his  findings,  he  designed  a  perforated  windscreen  which 
used  the  pressure  and  phase  differences  around  the  sphere  to  lOinimize  the 


pressure  at  its  center  (where  the  microphone  diaphragm  would  be). 
Unfortunately,  this  technique  is  only  valid  for  unidirectional  flow,  and  no 
similar  closed-form  solution  seems  possible  with  omnidirectional  boundary 
conditions.  Later,  Bleazy  found  that  the  Bat-weighted  decibel  noise 
attenuation,  NR,  achieved  by  a  spherical  wire  cage  is  related  to  the 
windscreen  volume  V  (in  cubic  inches,  as  stated  by  the  source)  [Ref.  7]: 

=  6.77  logF-H  10.4  (1) 

Bleazy’s  source  of  turbulent  flow  was  a  paddle  wheel,  and  he  found  that 
the  above  relation  held  for  flow  velocities  between  2  and  13  m/sec.  Though 
this  result  may  not  be  directly  applicable  to  all  windscreens,  it  does  re¬ 
flect  a  well-accepted  principle  that  noise  attenuation  is  improved  by  larger 
windscreens. 

Acoustical-component  modeling,  using  empirically  determined  values  for 
the  acoustic  impedances  of  screening  membranes  and  dead  air  spaces,  has 
also  been  suggested.  One  such  paper  is  by  Bauer  [Ref.  8],  In  practice,  these 
models  have  proved  most  successful  in  post  facto  descriptions  of  measured 
behaviour  and  as  yet  do  not  represent  a  truly  effective  predictive  tool.  The 
designs  presented  later  use  a  mixture  of  mathematical  and  experimental 
methods. 
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Strasburg  [Ref.  9)  has  recently  shown  that  induced  wind  noise  from 
spherical  emd  cylindrical  wind  screens  can  be  represented  by  a  single  curve 
if  plotted  in  terms  of  the  dimensions  spectral  density  (/5/»*V*)  and  the 
dimensionless  frequency  {f  D/V)  where  /  is  the  frequency,  D  is  the  screen 
diameter,  p  is  the  fluid  density,  V  is  the  wind  speed  and  S  is  the  spectral 
density  of  the  wind  noise  at  frequency  /. 

A  number  of  materials  have  been  suggested  for  use  as  windscreening 
membranes.  The  eeurliest  screens  consisted  of  a  fine  layer  of  woven  cloth 
[Ref.  10,  11],  Since  then,  similar  designs  have  replaced  the  cloth  with  wire 
mesh.  Increasingly,  balls  of  reticulated  polyurethane  foam  with  a  small 
openiug  for  the  microphone  have  been  put  to  use.  In  theory,  each  material 
has  its  own  advantages  and  disadvantages.  Practically,  cloth  lends  itself  best 
to  windscreen  fabrication  since  it  is  flexible  and  easy  to  cut  and  sew.  It  does 
require  a  frame  for  support,  however,  eind  it  is  not  as  durable  as  wire  mesh 
or  foam.  Wire  screens  do  not  need  a  great  deal  of  support,  but  they  are 
prone  to  denting,  a  problem  that  may  introduce  spurious  turbulence  of  its 
own.  Foam  is  both  durable  and  easy  to  use,  and  it  has  the  added  advantage 
that  due  to  its  low  density  it  is  acoustically  transparent  even  in  considerable 
thicknesses.  One  of  its  greatest  possible  drawbacks  is  that,  according  to 
Bereuiek,  i*  has  a  finite  acoustic  reactance  [Ref.  12].  This  could  distort  an 
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impulse  signal.  Also,  it  can  get  soaked  with  rain  and  then  freeze  solid,  or 
a  snow  covering  can  melt  during  the  day  and  then  freeze  at  night. 

The  foam  most  often  used  (and  used  here)  for  microphone  windscreens 
is  flexible,  reticulated  polyurethane  foam.  An  exothermic  reaction  of  these 
liquids  caub^,o  the  prouuction  nf  foam-that  is,  dodecahedral  bubbles  of  con¬ 
trollable,  relatively  uniform  size.  Initially,  the  foam  is  “closed-pore”  in  that 
the  bubbles  are  sealed.  Through  a  chemical  or  thermal  process  called  retic¬ 
ulation,  the  walls  of  these  bubbles  can  be  removed,  leaving  only  a  skeletal 
framework  which  is  97  percent  empty  space  [Ref.  13j.  (Thermal  reticulation 
was  used  for  the  “Scott  Industrial  Foam”  used  in  these  experiments.) 

At  typical  audio  frequencies  of  100  to  5000  Hertz  (Hz),  windscreening 
using  all  of  the  above  materials,  particularly  foam,  has  been  fairly  successful, 
and  most  recent  improvements  have  been  in  the  realm  of  aesthetics  and 
durability.  However,  empirical  data  in  this  and  other  studies  show  that  the 
peak  of  the  power  spectral  density  of  wind  noise  is  well  below  100  Hz — in 
fact,  typical  peaks  are  in  the  vicinity  of  30  Hz  or  below.  Unfortunately, 
these  are  exactly  the  frequencies  at  which  blast  noise  hac  most  of  its  energy 
(Ref.  1].  This  overlap  makes  the  problem  of  windscreening  for  blast  noise 
monitoring  much  more  difficult  than  thet  for  more  typical  audio  signals. 


f) 


A  well-accepted  expression  for  the  theoretical  frequency  content  of 


intrinsic  atmospheric  turbulence  is  that  derived  by  Davenport  [Ref.  14]: 


vS{t))  _  ivL/v)^ 

(1  -t-  {T)L/vyf^ 


where 

V 

Sin) 

V,  /v,  and  L 


is  the  frequency  of  turbulence 

is  the  spectral  density  of  turbulence;  and 

are  empirically  determined  constants  characteristic 

of  the  wind. 


For  large  n  (and  beyond  the  source  region),  the  expression  becomes 


S(n)  a  (3) 

or,  taking  the  log  of  both  sides, 

log 5(n)  «  -^!og(n)  (4) 

Thus,  a  log-log  plot  of  the  spectral  density  versus  frequency  will  show 
a  linear  relationship  at  high  frequencies  with  a  slope  of  -5/3.  Experimental 
evidence  tends  to  agree  with  this  formulation,  though  the  spectral  peak  of 
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the  turbulence  varies  proprotionally  with  distance  above  the  ground. 
According  to  Duchene  and  Marullaz,  the  peak  can  be  as  low  as  0.03  Hz  at 
heights  above  100  m,  though  at  the  heights  of  approximately  1  rn  used  here 
the  peak  is  closer  to  5  or  6  Hz  (Ref  15],  It  should  be  clear  from  these  numbers 
that  intrinsic  turbulence  is  primarily  a  low-frequency  phenomenon. 

As  stated  earlier,  inserting  a  microphone  into  this  already  turbulent 
flow  compounds  the  problem.  A  windscreen  can  smooth  out  the  intrinsic 
turbulence,  but  it  introduces  turbulence  of  its  own  which  may  be  just  as 
troublesome.  Wake  turbulence  is  produced  by  the  air  which  is  diverted  by 
the  body  of  the  windscreen  and  then  flows  back  into  place  on  the  leeward 
side.  The  eddies  here  have  greater  characteristic  lengths  and  are  therefore 
responsible  for  most  of  the  low-frequency  screen-induced  noise  a  microphone 
detects. 

These  classical  principles  were  well  quantified  by  Reynolds  (Ref.  16]. 
The  flow  patterns  set  up  by  any  object  in  a  fluid  stream  are  characterized 
by  the  Reynolds  number, 

Re  =  pvt/y.  (5) 


where 

Re  is  the  Reynolds  number, 
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V  is  the  mean  flow  velocity, 

H  in  the  fluid  viscosity,  1.98  x  I0~^kg/Tn  —  sec  for  air, 

p  is  the  fluid  density,  for  air;  and 

t  is  the  characteristic  length  of  the  perturbing  object. 

Over  a  broad  range  of  Reynolds  numbers  (250  <  Re  <  10^),  which 
includes  moat  of  the  situations  encountered  here  (6  x  10“*  <  i?c  <  3  x  10®), 
the  flow  pattern  is  a  series  of  oecillating  vortices  behind  the  object  (the 
“wake”). 

The  fundamental  frequency,  /  at  which  this  “vortex  shedding”  occurs  is 
given  in  terms  of  the  Strouhal  number, S.  The  Strouhal  number  is  dependent 
on  the  shape  and  surface  roughness  of  the  object.  For  a  (hard)  sphere  in 
this  range  of  Reynolds  numbers,  5  ~  0.18,  which  would  indicate  a  vortex 
shedding  frequency  of  2  to  8  Hz  for  a  conventional  foam-ball  windscreen  in 
a  typical  flow  with  velocities  in  the  2  to  8  m/sec  range  [Ref.  17].  (The  foam 
is  not  hard,  but  as  an  approximation  it  may  be  taken  as  such.) 

There  is  one  more  mechanism  that  affects  the  windscreen-induced  tur¬ 
bulence.  On  the  leeward  side  of  the  screen,  the  emerging  through-flow  helps 
to  annul  the  region  of  low  pressure  which  is  normally  found  there.  This 
discourages  wake  vortices  from  curling  in  close  behind  the  screen,  thereby 
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reducing  the  total  intensity  of  the  wake  turbulence  and  also  further  remov¬ 
ing  it  from  the  vicinity  of  the  microphone.  Unfortunately,  the  technique 
of  increasing  porosity  cannot  be  carried  to  the  limit;  that  is,  the  porosity 
cannot  be  made  so  low  that  the  airstream  is  not  blocked  at  all.  The  problem 
of  low-frequency  windscreening  is  to  block  as  much  flow-through  as  possible 
while  still  minimizing  wake  effects. 

Experimental  evidence  in  this  regard  has  been  provided  by  Hosier  and 
Donovan,  whose  results  are  in  agreement  with  this  hypothesis  (Ref.  18]. 
In  particulzu-,  Figures  2  and  3  compare  the  windnoise  reduction  of  two 
polyurethane  foam  spherical  windscreens  identical  except  in  porosity,  mear 
sured  in  pores  per  (linear)  meter,  or  ppm  [Ref.  1  ].  The  screen  with  a  lower 
porosity  (larger  holes)  shows  less  noise  reduction  overall,  especially  at  highei 
frequencies,  but  below  100  H?  it  shows  approximately  a  6  dB  improvement. 
In  terms  of  the  flow-through/wake  hypotheses,  this  cam  be  interpreted  as 
follows:  larger  holes  permit  more  air  to  flow  througn  the  membrane  and 
divert  less  of  it.  Therefore,  more  of  the  windnoise  is  the  flow-through  (high- 
frequency)  variety,  ann  less  is  the  wake  (low-frequency)  variety. 

A  very  surce'sful  technique  for  blocking  flow-through  was  demonstrated 
by  Ballard  and  Izquierdo  in  an  original  paper  on  the  topic  of  layered  wind¬ 
screens  [Ref.  20] .  They  showed,  first  theoretically  and  then  experimentally. 
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THIRD-OCTACE  BAND  L  EVEL  IN  DB  RE  20  ^PA 


FREQUENCY,  HZ 


Figure  2.  Windgcreening  performance  of  a  high-porosity  (2200) 
ppm)  foam  ball.  [Ref.  19] 
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THIRD-OCTAVE  BAND  !  EVEL  IN  DB  RE  20 /tPA 


th&t  the  energy  in  flow-through  tdrstre&ms  can  be  dissipated  effectively  by 
the  use  of  successive  layers  of  windscreening  membranes.  Their  most  impor¬ 
tant  observation  was  that  for  small  Reynolds  numbers,  the  Navier-Stokes 
equation  for  an  incompressible  fluid  becomes 

V*  ^  -  VP  -  0 

where 

fi  is  the  coefficient  of  viscosity, 

^  is  the  fluid  velocity,  and 

P  is  the  fluid  pressure. 

This  implies  that  the  flow  pattern  (as  described  by  is  dependent  on 
the  viscosity  of  the  medium,  which  in  turn  implies  the  dissipation  of  energy 
in  the  form  of  viscous  heating. 

It  is  known  that  the  amount  of  viscous  heating  in  a  fluid  is  inversely 
proportional  to  the  size  of  the  velocity  gradients  in  the  turbulence.  Further¬ 
more,  large  velocity  gradients  are  associated  with  small  eddies.  Ballard  and 
Izquierdo  demonstrated  that  the  small  eddies  set  up  by  a  screen  cause  the 
dissipation  of  turbulent  energy.  Though  the  screen  may  not  actually  block 


(6) 
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the  flow,  it  smooths  it  out  and  reduces  its  velocity.  A  second  screen,  spaced 
sufficiently  far  away,  encounters  lower  flow  velocities  and  reduced  turbulence, 
making  its  task  much  easier.  The  process  may  be  repeated  with  even  more 
layers.  If  the  above  flow-through/wakc  hypothesis  is  correct,  this  layering 
technique  should  work  exceptionally  well  for  low-frequency  windscreening 
because  the  flow-through  is  dissipated  and  therefore  is  not  diverted  into  the 
wake. 

The  relationship  between  the  pressure  at  the  microphone  and  the  flow 
velocity  is  given  by  Bernoulli’s  principle  [Ref.  2lj, 


P  = 


^  pv^  +  (potential  terms) 


(7) 


Differentiating,  one  finds  that 


dP  oc  vdv,  (8) 

where  dP  gives  some  measure  of  the  pressure  variations  involved.  In  atmo¬ 
spheric  measurements,  Daigle  has  observed  that  a  reduction  in  flow  velocity 
results  in  a  reduction  of  flow  velocity  fluctuations  [Ref.  22): 

V  oc  dv,  (9) 
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Together,  these  results  give 


dP  ocv^.  (10) 

Thus,  a  windscreen  which  reduces  flow  velocity  by  a  faw:tor  of  10  might 
be  expected  to  reduce  turbulence  by  a  factor  of  100. 

It  is  notable  that  Ballard  and  Izquierdo  considered  only  wire  mesh  as 
a  screening  membrane.  Whereas  the  fluid  dynamics  governing  mesh  are 
much  more  tractable,  it  is  probable  that  foam,  by  its  very  nature  (a  three 
dimensional  gridwork),  should  improve  upon  the  dissipation  characteristics 
of  a  layered  screen.  The  lattice  would  force  the  formation  of  small  eddies 
and  thereby  increase  viscous  losses.  The  question  of  how  such  a  screen  might 
best  eliminate  wakes  (vortex  shedding)  will  be  taken  up  shortly. 

To  test  the  above  theoretical  predictions,  and  to  develop  an  optimal 
layered-foam  configuration,  a  number  of  tests  were  conducted  on  foams  and 
wire/foam  combinations. 

In  order  to  reliably  evalusce  the  performance  of  many  different  wind¬ 
screen  configurations,  it  is  necessary  to  use  a  controlled  source  of  airflow. 
Outdoor  measurements,  though  commendable  for  their  realism,  cannot  be 
considered  controlled  in  the  scientific  sense  of  the  term,  due  to  the  vari¬ 
ability  of  outdoor  wind.  Many  researchers  have  used  either  wind  tunnels 
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or  rotating  booms  to  achieve  a  uniform  flow  on  which  to  base  their  expcri- 

j 

ments.  Both  <Lchieve  high  reproducibility  in  terms  of  incident  flow  and  for 
that  reason  provide  some  satisfactory  experimental  data.  Unfortunately,  the 
“wind”  produced  in  either  of  those  arrangements — particularly  in  the  wind 
tunnel — is  not  at  all  characteristic  of  real  outdoor  conditions.  The  wind 
tunnel  restricts  flow  to  the  sides,  and  both  methods  are  characterized  by 
unrealistically  uniform  flow. 

For  these  tests,  two  different  wind  sources  were  chosen.  These  offer  some 
advantages  over  the  two  methods  mentioned  above.  As  a  source  of  uniform 
flow  and  measurable  flow  velocity,  a  forced-air  source  was  used  as  illustrated 
in  Figure  4.  The  flow  velocity  at  various  distances  from  the  source  was 
measured  with  a  hot-fllm  anemometer.  In  the  absence  of  obstructions,  the 
windspeed  decreased  with  a  dependence  of  approximately  l/r,  where  r  was 
the  distance  from  the  source.  Although  this  cannot  be  considered  a  constant 
flow,  such  eis  a  wind  tunnel  produces,  it  is  well-deflned  and  reproducible,  and 
the  effects  of  an  interposed  membrane  can  be  measured  meaningfully. 

Recognizing  the  importance  of  turbulence  inherent  in  outdoor  wind  even 

in  the  a/;,sc;?cc  of  an  obstruction  such  as  a  windscreen,  i.e.,  intrinsic  turbu¬ 
lence,  tests  were  also  performed  with  a  turbulent  source— a  37  cm  electric 
blade  fan.  The  airflow  produced  by  the  fan  suffered  in  the  scientific  sense 
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Figure  4.  Forced  air  source. 


from  its  lack  of  uniformity.  Flow  velocity,  for  example,  was  difficult  to  mear 
sure.  However,  with  careful  positioning  in  front  of  the  fan,  the  time-averaged 
windnoise  levels  recorded  by  an  unscreened  microphone  over  a  sufficiently 
long  sampling  period  were  very  repeatable.  The  fan  used  had  several  differ¬ 
ent  speed  settings,  so  screens  could  be  tested  under  varying,  but  controlled, 
turbulent  wind  conditions. 

Using  the  two  techniques  above,  the  performance  of  numerous  wind¬ 
screening  membranes  and  combinations  thereof  was  tested.  Some  of  the 
more  significant  results  are  tabulated  in  Tables  1  and  2,  and  Figures  5  and  6 
show  plots  of  portions  of  the  data.  These  figures  demonstrate  that  wire  mesh 
of  1180  ppm  blocked  about  the  same  amount  of  wind  as  1.3  cm  of  400  ppm 
foam  or  about  0.9  cm  of  higher  density  foams.  The  blocking  capacity  of 
foam  increased  with  thickness  in  an  approximately  linear  manner  up  to  a 
thickness  of  2.5  cm,  where  the  wind  reduction  leveled  off.  (Note  that  this 
occurred  under  limited  flow  velocities.  It  may  be  that  the  limiting  thick¬ 
ness  increases  with  increasing  flow  velocity.  Also  note  that  the  maximum 
velocities  in  these  experiments  were  near  the  high  end  of  typically  observed 

outdoor  windspccds,  about  9.6  ni/sec.)  By  measuring  the  flow  velocity  at 
various  distances  from  the  membrane  on  the  leeward  side,  it  was  found  tht 
windspeed  reached  a  minimum  at  approximately  17  cm  from  a  foam  layer 
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Table  1 


Windspeed  as  a  Function  of  Distance*' 
Forced-Air  Experiment 


Note;  The  windspeed  data  represent  an  arbitrary  scale  where  100  cor¬ 
responds  to  abc'.it.  9.6  m/s.  All  values  are  ±  about  20  %.  These  data 
are  plotted  in  Figure  6. 


Distance(cm) 

30 

32 

35 

40 

45 

50 

No  Screen 

40 

38 

34 

30 

25 

23 

70 

66 

60 

52 

45 

41 

100 

94 

85 

75 

65 

58 

1180  ppm 

40 

9.0 

8.4 

7.0 

6.8 

6.6 

mesh 

70 

17 

16 

12 

— 

10 

100 

24 

21 

20 

18 

16 

0.3  cm 

40 

20 

17 

15 

15 

14 

400  ppm 

70 

36 

31 

28 

27 

26 

100 

51 

44 

40 

44 

38 

0.6  cm 

40 

9.4 

8  2 

7.2 

7.0 

6.8 

400  pprn. 

70 

19 

16 

14 

13 

— 

100 

25 

22 

20 

20 

17 

2.5  cm 

40 

5.3 

4.5 

4.2 

• 

• 

400  ppm 

70 

9.1 

8.2 

7.2 

5,4 

4.9 

100 

13 

11 

9.0 

7.2 

7.2 

3.8  cm 

40 

— 

_ 

— 

— 

_ 

400  ppm 

70 

6.8 

G.5 

5.8 

5.i 

4.2 

100 

9.1 

8.8 

8.0 

7.5 

7.2 

0.3  cm 

40 

_ 

_ 

_ 

— 

_ 

3200  ppm 

70 

17 

15 

14 

12 

11 

100 

23 

18 

17 

16 

‘Flows  here 

are  too  low 

to  be  measu 

red  rcli 

lably. 
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Table  2 

Results  of  Turbulent-Source  Experiment 


Note:  The  microphone  is  always  41.2  cm  from  the  source.  The  conditions 
include  various  combinations  of  foam  ball  windscreens  and  flat  panels  of 
foam  placed  at  the  distances  noted  between  the  source  and  the  microphone. 


No  Screen 

10  Hz 

20  Hz 

100  Hz 

1000  Hz 

Overall 

41.2cm 

106.8 

104.9 

95.9 

73.5 

112.2 

A 

(38.4) 

(37.3) 

(16.7) 

(1.9) 

(28.2) 

68.4 

67.6 

79.2 

71.6 

84.0 

B 

(5.1) 

(2.5) 

(0.0)* 

(0.0)* 

(0.0)* 

101.7 

102.4 

95.9 

73.5 

112.2 

C 

(21.1) 

(25.1) 

(12.1) 

(-1.5) 

(23.8) 

85.7 

79.8 

83.2 

75.0 

88.4 

D 

(23.9) 

(21.5) 

(15.2) 

(0.2) 

(29.8) 

82.9 

83.4 

80.7 

73.3 

87.4 

E 

(31.1) 

(32.6) 

(15.3) 

(0.4) 

(25.2) 

75.7 

72.3 

80.6 

73.1 

87.0 

F 

(32.8) 

(33.9) 

(15.6) 

(1.4) 

(27.0) 

74.0 

71.0 

80.3 

72.1 

85.2 

*The  zeros  of  “B”  are  not  absolute — they  merely  indicate  a  speed  too  small 
to  measure. 

Levels  in  dB 

Reductions  compared  to  unscreened  levels  are  shown  in  parentheses. 

The  Microphone  is  always  41.2  cm  from  source: 

A:  17  cm  diameter  1200  ppm  foam  bail,  2.5  cm  thick  400  ppm  panel  at 

15.8  cm  from  the  source 

B:  2.5  cm  thick  400  ppm  foam  panel  at  15.8  cm  from  source  only 

C:  Foam  ball  only 

I):  Foam  ball,  2.5  cm  thick  1180  ppm  panel  at  15.8  cm  from  the  source 

E:  Foam  ball,  2.5  cm  thick  400  ppm  panel  adjacent  to  foam  ball 

F:  Foam  ball,  2.5  cm  thick  400  ppm  panel  at  2G.7  cm  from  source 

Note:  Other  spacings  were  also  investigated. 
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NO  SCREEN 


Figure  5.  Windnoise  levels  recorded  by  an  unscreened  microphone. 
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0.6  cm  400 ppm  FOAM 


Figure  5.  (Confd) 


Figure  5.  (Cont’d) 


Figure  6.  Turbulent  source  membrane  performance. 


2.5  cm  thick.  Beyond  that  distance  it  remained  approximately  constant, 
though  effects  from  wind  Bowing  around  the  screening  membrane  caused 
some  small-scale  turbulence  at  greater  distances.  Under  low-wind  cc..-l- 
tions,  the  most  effective  screen  available  was  a  foam  ball  of  17  cm  diameter. 
Using  the  combined  results,  it  was  found  that  very  effective  flow-through  re¬ 
duction  could  be  achieved  in  these  controlled,  simulated  outdoor  conditions 
by  enclosing  ttie  transducer  in  a  17  cm  diameter,  1200  ppm  foam  ball  which 
was  shielded  at  17  cm  by  a  2.5  cm  layer  of  low-porosity  (400  ppm)  foam.  It 
was  possible  to  achieve  similar  degrees  of  noise  reduction  by  repeated  use  of 
multiple  layers  .  wire  mesh  or  foam,  but  this  combination  proved  simplest. 
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3  MICROPHONE  ARRAYS 

The  Principle  of  Microphone  Arrays 

A  windscreen  is  probably  the  most  direct  mechanical  technique  for  elim¬ 
inating  pseudosound.  It  is  also  possible,  however,  to  use  electronic  process¬ 
ing  techniques  on  the  signal  after  it  has  passed  through  the  microphone 
transducer.  A  complete  outdoor  noise-monitoring  system  can  employ  both 
techniques.  In  particular,  early  work  done  in  this  study  based  on  earlier 
concepts  by  a  number  of  acousticians  showed  the  feasibility  and  advisability 
of  implementing  a  multiple-microphone  array  [Ref.  23-29). 

The  use  of  microphones  arrays  is  based  on  the  principle  that  windnoise 
(that  is,  pressure  fluctuations  due  to  turbulence),  despite  its  low-frequency 
characteristics,  is  very  localized,  and  at  some  distance,  uncorrelated.  How¬ 
ever,  an  acoustic  signal  from  some  distance  away  will  arrive  simultaneously, 
or  nearly  so,  at  two  separate  microphones  which  are  aligned  perpendicular 
to  the  direction  of  acoustic  propagation.  In  the  case  of  blast  noise  from  some 
distance  away,  near-ground-level  monitoring  is  practical,  so  the  direction  of 
acoustic  propagation  is  very  close  to  horizontal.  With  such  a  situation,  it  is 
clear  that  the  microphones  should  be  spaced  vertically;  one  might  be  per¬ 
haps  a  few  meters  off  the  ground,  pointing  up,  and  the  other  would  be,  for 
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example,  50  cm  above  it,  pointing  down.  This  allows  for  omnidirectional 
sensitivity  in  the  horizontal  plane,  and  it  also  ensures  that  blasts  will  arrive 
coincidentally  at  each  microphone. 

In  the  initial  studies  for  the  particular  ceise  of  blast  noise,  it  was  ob¬ 
served  that  there  is  often  a  recognizable  peak  whose  time  of  arrival  can  be 
determined  at  each  microphone.  If  the  diffcrr^nce  between  the  two  times 
of  arrival  is  small,  then  the  event  can  be  interpreted  as  a  blast.  If  it  is 
not  small,  or  if  the  size  of  the  peaks  detected  at  eeich  microphone  Ls  very 
different,  then  the  event  can  be  interpreted  as  windnoise.  However,  subse¬ 
quent  studies  showed  that:  (1)  the  time-of-arrival  of  the  peak  is  a  difficult 
quantity  to  measure  accurately,  and  (2)  better  v/ind  noise  rejection  can  be 
accomplished  by  considering  the  entire  blast  and  not  just  the  peak. 

This  approach  to  the  problem  of  wind  noise  reduction,  i.e.,  considering 
the  entire  blast,  was  suggested  by  Buck  and  Greene’s  method  for  reduction 
of  non-acoustic  noise  in  underwater  sound  measurements  [Ref.  29].  This 
method  is  based  on  the  reasonable  assumption  that  the  phenomena  respon¬ 
sible  for  non-acoustic  pressure  variations  n(t)  will  be  uncorrelated  at  points 
sufficiently  separated  in  the  wave  conducting  medium  (water  or  air).  Thus, 
for  two  sufficiently  separated  pressure  transducers, 
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ni(0n2(t)-0  (11) 

If  the  distances  from  an  acoustic  source  to  the  two  transducers  are  nearly 
equal  with  respect  to  a  wavelength  of  the  acoustic  wave,  then  the  acoustic 
pressures  pi{t)  and  P2(t)  received  at  the  transducers  will  be  highly  corre¬ 
lated: 

pi{t)  =  P2{t)  =  p{i)  (12) 

It  is  also  reasonable  to  eissume  that  the  acoustic  and  r.onacoustic  pres¬ 
sures  are  uncorrelated; 


p(0ni(0  =  p(l)»^2(0  ^  0  (13) 

The  net  pressure  s{t)  at  the  diaphragm  of  a  pressure  transducer  is  the 
sum  of  the  acoustic  and  nonacoustic  pressures: 

s{t)  p{t)  +  n(t)  (14) 

Thus,  under  the  above  three  conditions,  the  mean-square  acoustic  pres¬ 
sure  can  be  recovered  from  the  two  transducer  signals: 


33 


»i(0«2(0  =  [pi(0  +  «i(0i[p2(0  +  "j(0) 


=  pMO  +  p(0"i{0  +  p(0''2(0  +  ni(0'»2(0 
=  ^  (15) 

Practical  Considerations  in  Two-Microphone  Arrays 

Early  in  this  work,  the  principles  discussed  above  were  applied  to  the 
design  of  a  blast  detection  system  to  be  used  in  conjunction  with  a  wind¬ 
screen.  The  purpose  of  the  system  was  to  distinguish  between  acoustic  blast 
signals  and  gusts  of  wind  by  comparing  the  outputs  from  two  microphones. 
The  system  output  was  a  binary  decision  as  to  the  type  of  signal  present. 
This  decision  was  available  foi  use  by  other  monitoring  equipment  or  to  aid 
in  selection  of  valid  data  for  later  analysis. 

This  early  system  did  not  explicitly  compute  the  cross  product  of  the  two 
microphone  signals.  Rather,  when  both  signals  exceeded  a  preset  threshold, 
the  system  measured  the  peak  signal  levels  and  their  times  of  arrival  at 
each  microphone.  These  characie»'L;tic3  were  then  compared:  if  the  peak 
levels  were  nearly  the  same  and  the  difference  in  peak  arrival  times  (the 
peak  spacing)  was  small,  ther.  the  signals  were  correlated,  which  indicated 
an  acoustic  excitation  [Eiq.  12].  If  the  sets  of  characteristics  did  not  match 
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up,  then  a  wind  gust  was  indicated  [E)q.  11],  The  preset  threshold  served  to 
exclude  from  consideration  signals  other  than  blasts  or  wind  gusts,  since  in 
a  blast  measurement  situation  other  types  of  signals  as  large  as  these  two 
are  seldom  encountered. 

One  of  the  conditions  for  application  of  Buck  and  Greene’s  technique 
is  that  the  acoustic  source  be  nearly  equidistant  from  the  two  microphones 
with  respect  to  the  acoustic  wavelength.  This  may  be  ensured  by  positioning 
the  microphones  on  a  line  perpendicular  to  the  direction  of  propagation  of 
the  acoustic  wave.  In  blast  noise  measurement,  as  in  some  other  situations, 
the  sources  of  interest  are  usually  at  ground  level  and  may  be  treated  as 
point  sources.  In  this  case,  as  noted  above,  the  condition  of  equal  distances 
may  be  satisfied  by  placing  the  microphones  in  a  vertical  array,  as  shown 
in  Figure  7.  This  placement  allows  omnidirectional  reception  from  ground 
level  sources;  signal  coherence  is  assured  as  long  as  the  difference  in  path 
length  remains  much  less  than  a  wavelength,  which  is  almost  certain  for  blast 
signals  since  the  frequencies  involved  are  so  low.  This  optimum  microphone 
placement  was  arrived  at  early  in  this  work  and  used  as  a  basis  for  the  design 
of  all  subsequent  windscreens. 

A  further  condition  for  the  valid  implementation  of  a  two-microphone 
wind  noise  redaction  system  was  revealed  by  the  early  studies  of  blast  peak 
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coincidence  at  two  microphones  in  a  vertical  array.  In  these,  the  .nicro- 
phones  were  separated  by  55  cm,  with  the  lower  microphone  about  160  cm 
from  the  ground.  The  nearest  blast  site  was  5.6  km  away,  so  the  difference 
in  path  length  from  this  site  to  the  microphones  (as  in  Figure  7)  was  about 
0.2  mm.  Thus,  the  expected  difference  in  arrival  times  of  blast  peaks  at  the 
microphone  was  0.6  s;  but  the  observed  values  averaged  3  ms,  much  longer 
than  could  be  explained  by  acoustic  propagation  phenomena.  The  cause  of 


Blast  S/Te 


Figure  7.  Path  length  compariaon. 
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this  discrepancy  turned  out  to  be  a  difference  between  the  frequency 
responses  of  the  two  microphones.  In  these  early  studies,  the  microphones 
typically  had  low  frequency  comers  of  8  to  12  Hz.  Assuming  a  one-pole 
frequency  response  (45  degree  phase  shift  at  the  comer  frequency),  two 
microphones  with  comer  frequencies  at  9  and  11  Hz  will  show  a  5  degree 
difference  in  phase  shift  at  10  Hz,  which  implies  a  time  lag  of  1.4  ms  at 
this  frequency.  This  is  close  to  the  observed  difference  in  blast  peak  arrival 
times.  Since  both  blasts  and  wind  noise  have  much  of  their  spectral  energy 
below  10  Hz,  microphones  with  very  closely  matched  frequency  responses 
are  required  for  any  signal  correlation  measurement  to  be  meaningful. 

The  early  blast  detection  system  was  designed  to  differentiate  between 
blast  signals  and  gusts  of  wind  using  the  principles  inherent  in  Buck  and 
Greene’s  techniques,  and  the  system  has  the  advantage  of  being  easily 
implemented  with  digital  hardware.  However,  the  peak  detection  require¬ 
ment  clearly  and  fatally  flaws  this  technique  in  situations  where  the  blast 
signals  are  combined  with,  or  perhaps  even  buried  in,  wind  noise.  In 
theory,  though.  Buck  and  Greene’s  technique  is  capable  of  actively  removing 
the  wind  noise  from  the  total  received  signal,  leaving  just  the  acoustic 
signal.  In  the  following  text  a  direct  implementati.;n  of  the  technique  is 
introduced  which  more  completely  realizes  the  potential  for  wind  noise 
reduction. 
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4  THEORY  FOR  A  TWO-MICROPHONE  ARRAY 


Basic  Theory 

The  method  of  Buck  and  Greene  can  be  applied  to  two  different  measures 
of  sound,  sound  exposure  level  (SEL),  which  is  symbolized  Le,  and  the  time 
averaged  sound  pressure  level  (LEQ),  whose  symbol  is  Ly  [Ref.  30],  [Ref. 
32]: 

Le  =  I0\og\-^  r p^t)dt  dB  (16) 

L^oPo  JO 

Lt  =  I0\ogy^j%^t)dl  dB  (17) 

where  p(t)  is  the  acoustic  pressure,  po  a  reference  pressure  in  air  of  20  pPa, 
to  is  a  reference  time  of  1  second,  and  T  is  the  period  of  time  over  which 
the  pressure  is  integrated.  The  LEQ  is  used  as  a  measure  of  continuous 
sounds;  SEL  is  appropriate  for  transient  sounds  such  as  blast  impulses.  The 
important  difference  between  the  two  level  definitions  is  that  in  computing 
LEQ  the  average  of  the  squared  pressure  is  used,  while  in  finding  SEL  the 
integrated  squared  pressure  is  divided  by  a  constant  reference  time.  Both 
measures  involve  the  integral  of  the  squared  pressure. 

The  signal  8{t)  available  from  a  single  microphone  is  acoustic  pressure 
p{t)  plus  nonacoustic  pressure  n{t),  as  in  Equation  (14).  If  this  signal  is 
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squared,  three  ternis  result: 


*’(<)  =  iP(‘)  +  n(l)P  =  p=(0  +  (18) 

If  two  microphones  are  placed  so  that  they  receive  identical  acoustic 
signals  (pi(t)  =  P2(0  +  p(0)i  ^  described  earlier,  then  the  product  of  their 
output  signals  gives  four  terms  as  in  Equation  (15): 

«l(0s2(0  =  IPi(0  +  «i(0iIP2(0  +  «2(0i 

=  p*(0  +  p(0'*i(t)  +  p(0'‘2(0  +  (19) 

In  either  case,  integration  over  the  measurement  interval  gives  the  acous¬ 
tic  pressure  term  required  for  the  sound  level  measurement,  plus  several  un¬ 
desired  noise  terms;  the  noise  terms  are  random  variables  whose  properties 
depend  on  the  sound  level  calculation  being  made.  A  probabilistic  analysis 
of  these  terms  is  carried  out  in  the  Appendix,  and  the  results  are  used  here 
to  characterize  the  sound  level  measurement  errors  caused  by  the  noise. 

Measurement  of  SEL 

To  find  the  SEL,  the  acoustic,  pressure  must  be  squared  and  integrated 
over  the  measurement  period  T  .  As  has  just  been  shown,  this  term  may 
be  obtained,  with  others,  using  one  or  two  microphones.  Table  3  contains 
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Table  3 


Summary  of  Results  From  Appendix  for  Square  Sound 
Pressures  and  Products  of  Sound  Pressures 


a  One  mirrophone: 

(square  sound  pressures) 


r  a\t)dt  =  r  p‘‘(t)dl  +  2  r  p(l)n(t)dl  +  I  n*(t)dt 
Jo  Jo  Jo  Jo 


noise  tern 

mean 

variance 

/  P(<)''(0''< 

Jo 

0 

f  f  p(<)p(«)/?n(<.»)d<ds 

Jo  Jo 
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Jo 

Toi, 

^(2tT  +  exp(-26r)-  1) 

h  'I’wo  ifiicropliono* 

(product  of  f^ound 

pressures) 

II 

/’^p’(.')dt  + 
Jo 

♦  r», 

Jo 

noise  term 

mean 

variance 

/’  vuun'ii 

Jo 

II 

Jo  Jo 

ri,(l)'i:(()d(  7'<J?,  |l  +  expl-Zod)! 

i|2(>r  +  exp(-2Ar)  -  1| 


Nolrs 

1.  -  inriancc  of  n(l). 

2  ■-  autocorrelation  of  ri(t),  oj,!  -6|(  -  2|). 

3.  1/a  -  correlation  length  of  turbulence;  -  I  lm|l3). 

4.  ]/h  :■  correlation  time  of  turbulence,  1/2  to  a  few  seconds  (varies 
with  wind  speed)  ( M| 

T)  7'  —  Sound  level  Tiirasoreitir.it  prriod 

C)  d  =  iiiirriiplione  separation 


40 


a  summary  of  the  equations  and  noise  error  term  statistics  involved  here. 
The  noise  terms  of  the  form  Jq  p{t)n{t)dt  are  relatively  insignificant;  their 
mean  is  zero,  and  since  the  2u:oustic  pressure  p[t)  is  a  zero  mean  function 
(capacitive  coupling  of  the  microphones  was  used  to  ensure  this),  the  vari¬ 
ance  of  these  ternns  will  be  small.  However,  the  term  Jq  n^{t)dt  encountered 
in  the  one-microphone  case  has  nonzero  mean  and  variance,  and  so  repre¬ 
sents  a  possibly  significant  measurement  error.  The  corresponding  term  in 
the  two-microphone  case,  n\{t)n2{t)dt  ,  has  a  similar  nonzero  mean;  but 
in  this  case  the  mean  can  be  made  as  small  as  necessary  by  increasing  the 
microphone  separation  d.  This  term  has  a  somewhat  smaller  variance  also. 
Thus  two  microphones  can  be  used  to  reduce  the  wind  noise  error  incurred 
in  making  a  SEL  measurement.  The  dependence  of  the  means  and  variances 
on  the  measurement  period  T  is  of  little  consequence  since  the  length  of  a 
SEL  measurement  will  be  determined  by  the  length  of  the  transient  signal 
involved. 

Meastirement  of  LEQ 

To  find  the  LEQ,  the  squared  integrated  pressure  is  divided  by  the  mea¬ 
surement  period  T.  The  resulting  noise  error  term  statistics  are  shown 
in  Table  4.  Again  the  terms  of  the  form  ^  p(t)K(t)dt  are  negligible, 
vanishing  completely  as  T  goes  to  infinity.  The  term  ^  n^(t)dt  in  the 
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Table  4 


Summary  of  Results  From  Appendix  for  Mean-Square  Sound 
Pressures  and  Mean  of  Product  of  Sound  Pressures 


a.  One  mirropJione: 
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one-microphone  Ccise  has  nonzero  mean  and  so  is  a  source  of  error  in  the 
LEQ  measurement;  its  variance  decreases  as  T  increases,  so  it  could  con¬ 
ceivably  be  measured  and  removed  for  very  long  measurement  periods.  In 
the  two-microphone  case,  the  mean  of  ^  ni{t)n2{t)dt  can  be  made  in¬ 
significantly  small  by  using  a  large  enough  microphone  speicing  d,  and  the 
variance  will  become  zero  T  goes  to  infinity.  Thus,  by  using  the  two- 
microphone  method,  the  error  due  to  wind  noise  c.an  be  completely  removed 
from  measurement  of  LEQ,  at  least  in  theory. 

The  next  step  in  this  analysis  is  to  predict  the  difference  between  the 
sound  level  measured  using  one  microphone  and  the  sound  level  measured 
using  two  microphones,  for  a  given  actual  sound  level  and  given  sets  of 
measurement  parameters  (measurement  period  T  and  microphone  spacing 
d)  2ind  noise  process  parameters  (variance  cr^,  correlation  length  1/a,  and 
correlation  time  \/b).  An  expression  for  the  single  microphone  sound  level 
Ls  may  be  obtained  by  substituting  Equation  (18)  for  p[i)  in  the  sound 
level  definition  [Eq.  16  or  17]: 


Ls 


rT 

10  logjK^  /  +  2p{t)n{t]  i- n^(t)}dt]  dB 

Jo 

lO\og\K{j  p^{t)dtr2j  p{t)n{t)dt  +  j  n^(t)dt}j 


(20) 
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where  K  =  l/Tpl  for  LEQ,  or  1/toPo  The  two-microphone  or  cross- 

product  sound  level  Lx  is  found  by  substituting  Equation  (19)  for  p{t)  in 
the  definition: 


rT 

Lx  -  10  log[^  /  {p*(t)  -t-  p(0«i(0  +  p(0"2(‘)  +  ni(t)n2{t)}ci«] 
Jo 

=  lO\og[K{j  p^{t)dt-\- j  p{t)ni{t)dt  +  j  p(t)n2(t)dt 
^^0  0 


+  ni(t)n2(t)<it}]  dB 


(21) 


The  noise  process  n(t)  in  Elquation  (20)  may  be  equal  to  ni(t)  or  n2(t) 
in  Ekjuation  (21)  (but  not  both).  The  difference  in  measured  sound  levels 
AL  is  then  giver  by 


AL  = 


Ls  - 

10log[if{/'  p^{t)dt  +  2  f  p(t)n{t)dt  +  f  n*(f)dt}] - 
.'0  Jo  Jo 

10log(K’{^  p^{t)dt  + p{t)ni{t)dt  +  p{t)n2{t)dt  +  ni(£)n2(t)<i£}i 


=  10  log 


fo  +  2i^p(£)n(£)d£  -I-  n^{t)dt 


i/o^ P*(0^‘  +  /o^ +  So  P(0''2(0‘^‘ + /o^  ni(£)n2(£)d£ 

dB 


(22) 


At  first  it  might  seem  possible  to  find  an  expression  for  the  mean  of 
AL  by  substituting  the  means  of  the  various  noise  terms  from  Table  3  into 
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Equation  (22).  But  this  approach  is  not  valid,  since  the  noise  terms  are  not 
independent;  knowledge  of  their  individual  means  is  not  enough  to  find  the 
mean  of  a  quantity  which  depends  on  several  of  the  noise  terms.  In 
general,  prediction  of  the  mean  and  standard  deviation  of  AL  is  a  difficult 
if  not  insoluble  problem  in  probability  which  is  beyond  the  scope  of  this 
report.  Thus,  although  the  two-microphone  calculation  is  expected  to  reduce 
wind  noise  by  an  amount  that  should  increase  as  microphone  spacing  and 
measurement  period  are  increased,  the  exact  dependence  of  the  noise  reduc¬ 
tion  on  these  parameters  must  be  determined  empirically. 

The  results  of  this  section  imply  that  a  two-microphone  array  can  be 
used  for  direct  electronic  calculation  of  the  sound  level.  This  system  will 
achieve  significant  reduction  of  the  turbulent  pressure  fluctuation  inter¬ 
ference  that  affects  a  one-microphone  measurement  system.  The  two-micro- 
phone  system  will  effectively  reduce  wind  noise,  thus  acting  as  an  electronic 
windscreen.  Fairly  involved  digital  processing  is  required  to  carry  out  the 
two-microphone  calculation  directly.  The  calculation  is  practicable,  however, 
since  equipment  capable  of  such  processing  exists.  Examples  are  the  True- 
Integrating  Noise  Monitoring  and  Warning  System,  Model  370,  developed 
at  the  U.S.  Army  Construction  Engineering  Research  Laboratory 
(USACERL)  I  Ref.  31J  and  the  Precision  Data  6000  computing  oscilloscope 
[Ref.  32];  both  instruments  sample  an  input  signal  and  find  the  SEL  or 
LEQ  numerically. 
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5  TESTING  OF  THE  COMPOUND  WINDSCREENS  AND 
MICROPHONE  ARRAYS 

Testing  the  Compoumd  Windscreen  Design 

As  noted,  the  vertical  two-microphone  array  is  the  conhguration  around 
which  the  windscreen  had  to  be  designed.  Since  symmetry  and  Edelity  of 
the  signals  from  the  two  microphones  is  essential,  a  windscreen  symmetrical 
about  the  two  microphones  is  clearly  in  order.  Furthermore,  the  restraint  of 
omnidirectionality  in  the  horizontal  plane  imposes  a  need  for  radial  symme¬ 
try  as  well.  Together,  these  requirements  suggest  an  ellipsoidal  or  cylindrical 
design.  Tfaditionally,  windscreens  have  been  roughly  spherical,  presumably 
to  block  wind  effectively  from  any  direction  in  all  three  dimensions.  Bal¬ 
lard  and  Izquierdo  tested  both  a  hemispherical  screen,  which  rested  on  the 
ground,  and  a  cylindrical  one.  They  preferred  the  hemisphere,  but  other 
investigators  have  shown  that  spherical  screens  are  no  more  effective  in 
windnoise  reduction  than  are  cylindrical  ones  [Ref.  33].  For  this  study, 
the  modified  cylindrical  configuration  used  in  the  early  studies  was  adopted. 

The  protected-ball  configuration  developed  in  the  initial  experiments 
(described  in  Windscreens,  above)  was  easily  adapted  to  cylindrical  form. 
The  two  vertically  spaced  microphones  were  supported  by  flat  plywood 
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plates  are  each  end  of  the  cylinder,  and  the  1200  ppm  foam  balls  mentioned 
above  were  fitted  over  the  ends  of  the  microphones.  The  entire  arrangement 
was  then  wrapped  with  a  2.5  cm  layer  of  400  ppm  foam  at  a  17  cm  radial 
distance  from  the  outside  of  the  balls.  The  screen  is  illustrated  in  Figure  8. 

The  outer  layer,  consisting  of  a  fairly  thick  but  low-porosity  foam,  dis¬ 
couraged  wake  turbulence  in  three  ways.  First,  its  relatively  rough  surface 
presented  a  large  Strouhal  number  and  thus  hindered  low-frequency  vortex 
shedding.  IHirthermore,  its  large  holes  allowed  a  reasonable  amount  of  flow¬ 
through  into  the  outer  regions  of  the  screen,  thereby  dispelling  even  more 
flow-around.  Finally,  it  allowed  flow  out  of  the  leeward  side,  thereby  reduc¬ 
ing  wake  turbulence  through  the  mechanism  described  in  Chapter  1.  The 
layer  was  thick  enough,  however,  to  dissipate  a  large  amount  of  the  incident 
turbulence.  The  inner  “layer,”  or  ball,  was  of  higher  porosity  and  greater 
thickness.  Its  smaller  holes  blocked  the  now  smoother  flow  by  achieving 
the  large  velocity  gradients  recommended  by  Ballard  and  Izquierdo.  Wake 
effects  around  this  ball,  thanks  to  the  upstream  flow-reduction  and  down¬ 
stream  vortex  disruption  of  the  outer  layer,  were  minimal.  Empirically  it 
was  found  that  introducing  additional  layers  between  these  two  (or  even 
outside  them)  produced  no  noticeable  improvement  in  windnoise  reduction. 
This  result  is  not  in  perfect  agreement  with  Bleazy’s  result  that  attenua- 
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tioD  goes  up  with  size,  but  it  /  probable  that  some  limiting  level  of 
turbulence-reduction  had  been  achieved  with  this  screen. 

In  particular,  the  argument  above  [Elq.  10]  indicates  that  turbulence 
drops  very  quickly  with  reductions  in  flow  velocity,  so  in  the  case  of  this 
windscreen,  one  might  expect  both  the  flow  velocity  and  the  turbulence  to 
he  well-reduced  after  the  first  layer  of  foam.  Additional  layers  encounter  low- 
incident  flow  velocities  and  therefore  can  produce  only  very  small  relative 
flow  reductions  and,  consequently,  small  turbulence  reductions.  In  fact,  the 
minor  self-induced  turbulence  of  the  foam  might  be  expected  to  equal  or 
exceed  the  remaining  turbulence  intrinsic  to  the  flow.  Thus,  the  layered 
screen  reaches  a  certain  level  of  reduction  saturation. 

In  an  efibrt  to  examine  the  validity  of  this  design,  a  simple  flow-visualization 
experiment  was  conducted.  In  it,  a  windscreen  with  one  end  removed  and 
replaced  by  Plexiglas  was  set  up  at  the  mouth  of  a  wind  tunnel.  Smoke 
streamers  were  introduced  into  the  flow,  and  the  smoke’s  progress  through 
and  past  ihe  windscreen  was  photographed.  The  experimental  setup  and 
some  of  the  results  are  shown  in  Figure  9.  It  can  be  seen  that  the  screen 
performed  largely  as  predicted  above.  The  incident  flow  was  slightly  turbu¬ 
lent,  but  it  smoothed  out  considerably  as  it  passed  through  the  first  layer 
of  foam.  Measured  particle  velocities  dropped  over  40  percent,  going  from 
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Figure  9a.  Flow-visualization  experiment  setup. 
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Figure  9b.  Turbulent  smoke  streamer  (lower  center)  flows 
into  screen  (left). 


(ilfure  9e.  Wake  resulting  from  streamer  incident  near  top 
of  screen,  showing  low-frequency  turbulence. 
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Figure  9f.  Two  examples  of  pulsed  annuli  on  leeward 
(left-hand)  side. 
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about  2.4  m/sec  to  about  1.4  m/sec.  It  was  not  possible  to  photograph  the 
behavior  inside  the  inner  foam  ball,  but  flow  around  it  was  smooth.  On  the 
leeward  side  of  the  screen,  the  wake  and  flow-through  portions  of  the  flow 
were  clearly  distinguishable.  Wake  turbulence  was  indeed  at  low  frequen¬ 
cies,  but  it  was  kept  well  away  from  the  screen  by  the  smooth  currents  of 
emerging  flow-through.  Flow  velocities  just  behind  the  screen  were  on  the 
order  of  0.5  m/sec,  but  they  were  seen  to  speed  up  farther  away  as  wake 
effects  became  appreciable. 

Pragmatically,  this  screen  had  several  advantages.  The  plywood  plates 
on  the  top  and  bottom  provided  structural  strength  to  the  windscreen  and 
good  weather  protection  for  the  microphones.  However,  a  subsequent  de¬ 
sign  eliminates  both  plates  as  possibly  undesirable  acoustically,  and  replaces 
them  with  a  foam-covered  skeleton.  In  4  weeks  of  continuous  exposure  in 
the  desert  during  field  tests  (described  below),  the  foam  showed  no  signs  of 
deterioration.  It  is  known,  however,  that  polyurethane  foam  will  become 
brittle  under  prolonged  exposure  to  ultraviolet  light-a  lifetime  of  1  year 
might  be  projected  for  continuous  outdoor  use.  It  has  been  found  that  in 
snowy  conditions,  the  foam  tends  to  collect  ice  in  its  pores,  seriously  imped¬ 
ing  its  flow-through  characteristics.  This  problem  might  be  overcome  with  a 
simple  resistive  heater  if  the  screen  were  to  be  used  in  hard  winter  environ- 
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ments.  The  foam  was  attached  to  the  frame  using  Velcro  so  it  was  readily 
removable.  This  allowed  easy  manipulation  of  the  microphones  and  screen¬ 
ing  layers  inside  the  screen.  One  further  feature  was  that  the  microphones 
were  mounted  to  allow  adjustment  of  their  vertical  spacing. 

Based  on  the  three  major  problems  it  was  designed  to  overcome,  this 
screen  was  designated  as  an  “Omnidirectional,  Low-frequency,  Outdoor  mi¬ 
crophone  Windscreen”  or  “OLOW.”  The  original  wire  screen  was  also  tested 
in  the  field,  and  is  shown  in  Figure  10.  Its  dimensions  were  similar  to  the 
OLOW,  though  slightly  narrower  and  slightly  taller.  It  employed  three  lay¬ 
ers  of  wire  mesh  and  provided  a  good  basis  for  comparison  of  wire  and  foam 
screens. 

Testing  the  Microphone  Array  for  Its  Ability  To  Reduce  Wind  Noise 

The  validity  of  the  cross-product  scheme  depends  on  two  points:  wind 
noise  must  be  reduced  and  the  acoustic  signal  measurements  must  not  be 
degraded.  Buck  and  Greene’s  method  promises  to  eliminate  wind  noise 
completely,  but  this  will  be  the  case  only  for  an  average  over  infinite  time 
with  infinite  microphone  spacing,  which  cannot  be  realized  in  practice. 
Furthermore,  the  premise  of  acoustic  signal  correlation  is  based  on  several 
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Figure  10.  (Cont’d) 


58 


approximations  and  simplifications.  Thus,  both  the  achievable  wind  noise 
reduction  and  the  degree  of  acoustic  signal  correlation  must  be  determined 
empirically.  These  investigations  are  most  easily  done  independently;  that 
is,  wind  noise  reduction  is  measured  in  the  absence  of  significant  acoustic 
signals,  and  acoustic  signal  (blast)  correlation  is  examined  in  the  absence 
of  wind  noise.  However,  ultimately,  they  are  tested  together. 

A  requirement  common  to  all  investigations  is  that  the  two  microphones 
and  their  preamplifiers  have  nearly  identical  low-frequency  phase  response. 
The  necessity  of  phase  matching  was  made  apparent  by  the  early  studies 
of  blast  peak  coincidence,  as  described  earlier.  This  requirement  was  met 
by  using  very  low-frequency  microphone  systems  and  passing  the  outputs 
through  a  pair  of  closely  matched,  high-pass  filters  with  a  corner  frequency 
well  above  that  of  the  microphones. 

The  Measurement  Index  AL 

In  the  following  studies  of  the  two- microphone  system,  the  information 
sought  is  essentially  how  the  system  performs  in  comparison  with  a  single 
microphone.  To  measure  wind  noise  reduction,  the  output  of  a  single  mi¬ 
crophone  is  needed  to  indicate  how  much  wind  noise  was  present  to  begin 
with;  the  noise  level  calculated  by  cross  multiplying  two  outputs  can  be 
subtracted  from  this  to  find  the  noise  reduction  achieved.  When  correlated 
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acoustic  signals  are  present,  the  one-microphone  &nd  cross-product  levels 
should  be  the  same,  so  that  in  this  case  the  difference  is  inversely  related  to 
the  degree  of  signal  correlation.  In  both  cases,  the  parameter  of  interest  is 
the  difference  in  measured  sound  levels,  AL. 

In  practice,  two  microphone  outputs  are  available;  while  both  are  re¬ 
quired  to  find  the  cross-product  sound  level,  either  one  can  be  used  to  find 
a  single-microphone  level.  Thus,  two  versions  of  AL  are  possible: 

ALi  —  Li-  Lx 

and 


ALj  —  Lj  —  Lx  (23) 

from  Ek{uation  (22),  where  Lx  is  the  sound  level  found  using  the  cross- 
product  of  two  microphone  signals  and  Li  and  L2  are  the  single-microphone 
levels.  It  was  decided  to  average  these,  since  overall  average  values  of  AL 
were  to  be  found  anyway; 


AL  —  — (ALi  +  ALj) 

£1 

-  -  Lx  +  L2  -  Lx) 

~  2^Li  +  Lj)  -  Lx  dB  (24) 
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Thus  the  average  AL  for  each  measurement  is  the  difference  between  the 
cross-product  level  and  the  average  of  the  single-microphone  levels. 

This  definition  of  AL  turned  out  to  have  more  significance  than  just  as 
a  convenience.  The  sound  levels  Li,  L2,  and  Lx  are  defined  in  terms  of 
the  microphone  pressure  excitations  si(t)  and  S2(t);  these,  in  turn,  can  be 
related  to  the  microphone  output  voltages  by  s(f)  =  gm{t)^  where  m[t)  is 
the  output  voltage  and  g  is  the  microphone  gain  in  units  of  pascals  (pressure) 
per  volt.  The  level  definitions  are: 

Lx  =  10  log(/f  /  si(f)s2(t)<ill  =  10  \0g\Kgig2Mn]  (25) 

Jo 
fT 

L,'  =  10  logfiC  j  =  10  loglifjjM,-,]  andt  =  1,  2  (26) 

with 

where  K  —  l/TpQ  for  LEQ,  or  1/foPo  for  SEL.  Substituting  into  the  above 
definition  for  AL,  we  have 


AL 


^(10  log[/f5iMul  +  10  log(/Cff|M22l)  -  101og[ifpiy2Mi2] 

10  log y Mu ^22/^1 2)  dB  (27) 
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The  right-hand  side  of  this  equation  is  the  absolute  value  of  the  normal¬ 
ized  cross  correlation  of  mi{t)  and  at  t  =  0.  This  is  important  because 
many  available  measurement  instruments,  such  as  Bruel  and  Kjaer’s  2032 
Dual  Channel  Signal  Analyzer  or  Data  Precision’s  Data  6000,  have  the  ca¬ 
pability  to  calculate  the  normalized  cross  correlation  as  a  function  of  time. 
Thus,  the  calculation  of  AL  required  for  the  following  investigations  was 
possible  without  special  data  analysis  equipment. 
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6  WE^  NOISE  REDUCTION  INVESTIGATION 

Procedure 

The  purpose  of  the  wind  noise  reduction  investigation  was  to  measure  the 
average  wind  noise  reduction  obtained  by  using  the  cross-product  method  to 
calculate  the  sound  level.  Wind  noise  samples  were  recorded  in  the  absence 
of  any  significant  acoustic  signals;  thus,  the  levels  calculated  represent  wind 
noise  error.  Since  AL  is  the  difference  between  the  cross-product  level  and 
the  average  single-microphone  level,  it  is  equal  to  the  wind  noise  reduction 
achieved  for  a  given  sample. 

Two  major  parameters  can  be  expected  to  affect  the  wind  noise  reduc¬ 
tion.  One  is  the  sample  length  (the  measurement  period).  As  mentioned 
earlier,  complete  wind  noise  elimination  can  be  obtained  only  by  averaging 
over  all  time.  Since  blasts  have  a  duration  of  up  to  about  1  second  at  far 
distances,  1  second  wind  samples  were  taken  If  the  wind  noise  process  is 
assumed  to  be  wide-sense  stationary,  these  samples  can  be  concatenated  to 
study  the  effect  of  longer  sample  lengths. 

The  other  parameter  is  the  vertical  spacing  between  the  two  micro¬ 
phones.  The  cross  correlation  between  wind  noise  signals  should  in  general 
decrease  as  the  two  microphones  are  moved  farther  apart.  Daigle  et  al.  have 
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found  the  typic&l  correlation  length  of  wind  turbulence  to  be  about  1.1  m 
near  the  surface  of  the  earth  [Ref.  34],  so  average  wind  noise  reduction  can 
be  expected  to  approach  a  maximum  for  microphone  spacing  at  or  above  this 
value.  But  the  acoustic  signal  correlation  might  be  reduced  by  increasing 
spacing,  as  suggested  in  Figure  7,  so  a  trade-off  may  be  required.  Data  were 
collected  with  microphone  spacings  of  30,  70,  90  and  110  cm;  this  represents 
the  practical  r2uige  of  spacing. 

The  wind  data  were  taken  at  the  USACERL  in  Champaign,  IL,  on  a 
flat  rooftop  about  three  stories  off  the  ground.  The  rooftop  measured  25  m 
by  37  m,  and  the  microphone  array  was  5.4  m  from  the  nearest  edge  and  19 
m  from  the  edge  in  the  direction  of  prevailing  winds.  The  surroundings  con¬ 
sisted  of  low  buildings  and  fields  of  grass  and  corn  stubble.  The  experiment 
ran  from  February  through  April,  1984;  average  windspeeds  ranged  form  3.1 
to  10.7  m/s,  with  peak  gusts  from  5.8  to  17.0  m/s.  Fairly  high  winds  were 
required  due  to  the  dynamic  range  of  the  microphones  used  (100  to  190  dB, 
SPL).  Obviously,  the  data  collected  in  this  environment  cannot  be  expected 
to  represent  every  situation;  no  universal  environment  exists.  Rather,  these 
data  serve  as  an  indication  of  the  results  that  can  be  expected  for  a  highly 
turbulent  flow,  which  is  the  worst  case  situation. 
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The  microphones  were  positioned  vertically,  as  in  Figure  7,  with  the 
bottom  microphone  167  cm  from  the  rooftop.  The  upper  microphone  height 
was  adjusted  to  vary  the  spacing.  Ground  effects  on  wind  turbulence  should 
be  relatively  small  above  1  m,  as  found  by  Daigle  et  al.  [Ref.  34],  so  the  same 
average  turbulence  was  expected  at  both  microphones  (overall  average  wind 
noise  levels  at  the  two  microphones  were  very  nearly  equal,  which  verifies 
this  assumption).  The  microphones  used  were  piezoresistive  (Endevco  Model 
8550M1),  with  preamplifiers  and  line  drivers.  The  microphone  systems  had 
low  frequency  corners  of  ~  0.05  Hz.  The  signals  were  passed  through  a 
pair  of  single-pole  high  pass  filters  with  /o  =  1.872  Hz,  matched  to  within 
0.0168  degree  of  phase  at  /o,  so  that  the  time  shift  betwein  channels  at 
/o  was  only  25  na.  Finally,  the  two  signals  were  sampled  fs  —  2  kHz 
by  a  Norland  2001 A  digital  calculating  oscilloscope,  which  did  most  of  the 
processing  necessary  to  find  the  single  channel  and  cross-product  levels. 
Since  wind  noise  has  little  or  no  significant  energy  above  1  kHz,  aliasing 
was  not  a  problem.  Thirty-seven  1-second  samples  were  taken  with  the 
microphones  spaced  31  cm  apart;  207  samples  were  taken  at  70  cm,  108 
samples  were  taken  at  92  cm,  and  114  samples  were  taken  at  110  cm. 
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Results 


TLe  processed  data  for  each  micropboDe  spacing  are  shown  in  Table  5. 
Results  for  sample  lengths  longer  than  1  second  were  found  by  concatenating 
1  second  samples;  as  mentioned  earlier,  this  procedure  is  valid  if  the  noise  is 
assumed  to  be  wide-scnse  stationary.  Thus,  the  number  of  samples  available 
for  a  given  sample  length  is  equal  to  the  number  of  1  second  samples  in  the 
original  dataset  divided  by  the  sample  length.  The  wind-induced  noise  level 
varied  from  105  to  130  dB,  with  an  overall  average  of  118  dB.  No  dependence 
of  AL  on  noise  level  was  observed  over  this  range.  The  average  noise  level 
was  about  the  same  for  all  spacings  a.nd  sample  lengths. 

The  observed  distribution  of  the  noise  reduction  factor  AL  was  approxi¬ 
mately  Gaussian,  but  with  a  rather  large  standard  deviation.  This  indicates 
a  wide  fluctuation  in  the  noise  reduction  achieved  from  sample  to  sample. 

Figure  11  is  a  comparison  of  the  wind  noise  reduction  results,  showing 
the  dependence  on  spacing.  The  31  cm  data  are  always  lowest,  but  the  data 
for  the  other  microphone  spacings  show  no  clear  order;  this  indicates  that 
the  wind  noise  signal  correlation  changes  very  little  for  spacings  between 
70  and  110  cm.  The  wind  noise  reduction  AL  depends  inversely  on  wind 
noise  correlation,  so  this  indicates  little  increase  in  AL  over  this  range  of 
microphone  spacings.  The  wind  noise  reduction  for  wider  spacings  starts  at 
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about  10  dB  for  a  1  second  sample  length  and  shows  a  gradual  improvement 
of  3  to  4  dB  as  the  sample  length  increases. 


Table  5 

Wind  Noise  Data:  Normalized  Cross  Correlation  AL 


Microphone 
Snacinff  * 

31  cm 

70  cm 

92  cm 

110 

cm 

Sample  length 

X  1 .024  sec 

Mean 

(dB) 

Std. 

Dev. 

Mean 

(dB) 

Std. 

Dev. 

Mean 

(dB) 

Std. 

Dev. 

Mean 

(dB) 

Std. 

Dev. 

1 

8.77 

6.03 

10.08 

4.93 

8.71 

3.59 

10.59 

4.82 

2 

9.30 

4.59 

10.98 

4.00 

10.67 

4.26 

12.39 

5,19 

3 

10.56 

6.37 

12.94 

6.28 

11.01 

4.00 

12.65 

3.87 

4 

10.00 

4.10 

13.47 

6.23 

11.18 

4.83 

13.77 

5.38 

5 

8.98 

2.67 

12.14 

4.03 

11.79 

3.74 

13.85 

4,28 

6 

9.09 

3.33 

13.04 

4.36 

12.13 

4.47 

13.19 

3.05 

7 

9.33 

2.85 

13.10 

4.22 

11.89 

2.97 

14.80 

5.19 

8 

13.08 

3.93 

16.56 

8.84 

13.42 

2.64 

9 

12.71 

3.11 

13.41 

2.83 

15.37 

4,94 

10 

12.91 

3.57 

16.82 

6.64 

15.00 

5.66 

11 

12.67 

2.96 

14.05 

4.36 

15.49 

5.66 

12 

13.39 

3.00 

16.88 

7.28 

13.91 

2.65 

13 

13.96 

4.33 

14.67 

3.00 

13.74 

2.90 

14 

13.45 

3.52 

13.79 

2.07 

14.28 

3.57 

15 

14.51 

4.77 

16.36 

5.38 

15.27 

5.78 

16 

13.59 

3.52 

14.92 

3.29 

13.84 

1.90 

17 

14.90 

6.12 

15.12 

3.13 

12.98 

1.25 

18 

14.50 

5.85 

16.94 

3.92 

14.32 

2.77 

19 

14.32 

5.49 

17.37 

4.36 

13.64 

1,75 

20 

12.89 

1.32 

19.19 

8.90 

15.27 

5.12 

The  31  cm  dataset  consisted  of  37  one  second  samples;  at  70  cm  there  were 
207  samples;  at  92  cm,  108  samples;  and  at  110  cm,  114  samples. 
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Some  additional  data  were  taken  with  C-weighting  filters  to  see  if  any 
further  improvement  in  noise  reduction  would  result.  The  C-weighting  filter 
characteristic  emphasizes  thoao  frequencies  that  shake  buildings  and  cause 
objects  to  rattle.  Thus,  C-weighting  is  often  used  in  blast  noise  sound  level 
measurements  to  give  an  accurate  indication  of  the  annoyance  level  due  to  a 
given  blast  I  Ref.  35,  361.  C-weighting  attenuates  most  of  the  signal  energy 
below  20  Hz  (Ref  37],  so  that  C-weighted  wind  noise  signals  will  have  shorter 
average  wavelengths  and  should  be  less  correlated  than  flat-weighted  signals 
for  a  given  microphone  separation. 

Unweighted  and  C-weighted  data  were  collected  in  August  and  Septem¬ 
ber  of  1984.  The  microphone  separation  was  110  cm;  the  results  are  shown 
in  Table  6. 

The  results  for  the  flat- weighted  samples  agree  with  those  for  the  110  cm 
microphone  separation  data  collected  the  previous  spring.  But  the  C-weighted 
samples  have  an  average  noise  reduction  almost  twice  aa  high,  with  a  rela- 
tively  small  increase  in  the  standard  deviation.  Thus,  where  C-weighting  can 
be  used,  a  significant  improvement  in  wind  noise  reduction  may  be  achieved. 
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Table  6 


Wind  Noise  Data:  Effect  of  C-Weighting 
Sample  No.  of  AL 

Filtering  Length  Samples  (dB) 

Flat-weighted  (2  Hz  1  sec  154  11.5 

matched  high  pass 
filter  only) 

C-weighted  (matched  pair:  1  sec  150  21.7 

phase  difference  of 
0.0239°  at  10.0  Hz  ) 


Std.  Dev. 
of  (dB) 


5.0 


6.2 
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7  TESTING  THE  COMBINED  METHODS  WITH  BLASTS  IN 
WIND 

Sites  for  Data  Collection 

This  chapter  describes  the  f.nal  tests,  in  which  the  improved  wind¬ 
screens  were  combined  with  the  two-microphone  array  and  which  were  con¬ 
ducted  with  real  blast  sound  in  the  presence  of  wind.  Two  sites  were  used 
te  collect  data  for  the  experiment.  The  first  site  was  Fort  Sill,  OK,  where 
6  weeks  were  spent  collecting  data  in  July  and  August  1986.  The  second 
site  was  Fort  Leonard  Wood,  MO,  where  2  weeks  were  spent  collecting  data 
in  January  1987.  These  two  sites  were  chosen  because  of  their  flat  open 
topography,  and  because  the  necessary  blast  sounds  could  be  generated  and 
measured  several  times  a  day.  Moreover,  according  to  weather  data,  these 
two  sites  had  a  high  probability  of  strong  wind  conditions  at  the  respective 
times  of  year  for  these  measurements. 

Fort  Sill  is  an  artillery  training  school  with  many  different  sites  for  firing. 
The  landscape  is  relatively  flat  grassland,  with  occasional  shallow  ponds. 
The  weapons  used  to  generate  blast  sounds  were  105  mm  and  155  mm  How¬ 
itzers.  Since  the  artillery  fired  at  different  sites  each  day,  the  meeisurement 
site  moved  each  day. 
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At  both  sites,  a  5-ton  truck  served  as  the  mobile  acoustics  lab,  holding  all 
the  equipment.  At  Fort  Sill,  its  generator  supplied  all  the  power  necessary 
to  perfjrm  the  measurements. 

There  were  many  blasts  per  day  to  measure  at  Fort  Sill,  but  the  wind 
conditions  were  fairly  light.  Out  of  the  6  weeks  spent  there,  the  wind  reached 
44  m/s  (20  mph)  on  only  2  days,  and  a  mild  22  to  33  m/s  (10  to  15  mph) 
on  2  other  days.  The  rest  of  the  time,  there  was  no  significant  wind. 

Fort  Leonard  Wood’s  landscape  consists  of  rolling  wooded  hills  with  a 
few  barren,  rocky  areas.  There  were  two  blast  sites,  one  5.7  km  to  the  east, 
and  the  other  10.4  km  to  the  west  of  the  microphones.  The  blast  sound 
was  generated  with  Ij-lb  and  5-lb  charges  of  C-4  (plastic  explosives).  In 
these  te.sts,  the  two  blast  sites  and  the  measurement  site  were  stationary. 
Wind  conditions  were  good  and  many  data  were  collected  under  high  wind 
velocities. 

Procedure 

The  equipment  used  to  acquire  data  is  shown  in  Figure  12.  A  Precision 
Data  6000  weis  added  to  aid  with  checking  and  analysis  of  the  data.  The 
equipment  was  calibrated  every  day  before  data  were  collected  using  a  piston 
phone  (B  &  K  type  4220).  For  each  microphone,  this  calibration  signal  was 
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Two  Microphone 

Array  with  Specialized  Two  Microphone 
Low  Frequency  Windscreen  Array 


acquisition  equipment, 


recorded  on  an  Ampex  PR  2230  FM  type  recorder  for  a  period  of  no  less 
than  1  minute  and  checked  using  the  Precision  Data  6000. 

The  setup  of  the  microphones  was  slightly  different  at  the  two  locations. 
At  Fort  Sill,  five  microphones  were  used;  one  bare  microphone,  one  with 
a  19  cm  foam  ball  windscreen,  one  with  a  12  cm  nylon  niesh  ball-shaped 
windscreen,  and  two  inside  the  special  low-frequency  windscreen  (GLOW). 
Six  microphones  were  used  at  Fort  Leonard  Wood.  Lislead  of  having  a 
single,  bare  microphone,  two  microphones  were  used  in  a  vertical  array,  as 
they  would  be  inside  the  special  low-frequency  windscreen,  but  without  the 
windscreen.  The  rest  of  the  microphones  were  set  up  the  same  as  at  Fort  Sill. 
Figure  13  shows  the  microphone  setup  at  Port  Leonard  Wood.  To  prevent 
any  systematic  biases  to  the  data,  the  windscreens  and  their  materials  were 
rotated  among  the  microphone  positions.  The  USACERL  True  Integrating 
Noise  Monitor  [Ref.  32],  an  instrument  to  measure  SEL,  was  used  on-line 
to  determine  blast  levels.  These  measured  SELs  were  used  later  as  a  check 
during  processing  of  the  data. 

The  FM  recorded  tapes  were  played  back  through  matched  C-weighted 
filters  as  a  part  of  the  analysis.  A  Hewlett  Packard  computer  was  used 
to  control  the  “capture”  of  blast  signals  by  the  Precision  Data  6000  and 
its  calculation  of  SEL,  LEQ,  cross  product,  and  absolute  value  of  the  cross 
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icrophone  setup  at  Fort  Leonard  Wood. 


product.  These  statistics  were  calculated  every  1/10  of  a  second,  for  10  and 
30  second  periods.  (The  Fort  Sill  data  are  recorded  on  10-second  sections  of 
tape  and  the  Fort  Leonard  Wood  data  are  recorded  on  SO-second  sections 
of  tape.) 
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8  RESULTS 


Windscreen  Transparency 

Examination  of  the  data  from  this  phase  of  the  study  showed  that  all 
the  windscreens  used  in  this  experiment  are  acoustically  transparent;  that  is, 
they  do  not  change  the  magnitude  or  phase  of  the  incoming  signal.  Moreover, 
the  windscreen  is  acoustically  transparent  in  the  presence  of  wind;  there  are 
no  interactions  between  transparency  and  the  presence  or  absence  of  wind. 
Several  blasts  were  me2tsured  during  windy  conditions  and  all  the  different 
windscreen-microphone  setups  measured  the  same  SEL  and  peak  levels,  so 
long  as  the  signals  were  not  buried  in  wind. 

Blast  Detection  Using  a  Two-Microphone  Array 

To  show  the  effectiveness  of  the  two- microphone  arr  y,  data  with  peak 
blast  levels  approximately  equal  to  wind  noise  levels  were  observed.  Four 
plots  of  the  processed  data  are  shown  m  Figures  14  t!  ough  17.  The  first 
three  plots  are  for  the  bare,  .  •  nicropho  array.  The  last  plot  is  foi  the 
two-micrc_,aone,  special  low-frequency  windscreen  array.  Two  of  the  plots 
are  examples  of  blasts  with  peak  levels  close  to  the  level  of  the  background 
wind  noise  level  The  third  plot  (Figure  16)  shows  the  ineffectiveness  of  the 
two-rricrophone  array  when  the  blast  level  is  below  the  wind  noise  level. 
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Figure  16.  Processed  data  plot,  Event  27,  using 
bare,  two-microphone  array. 


These  data  were  recorded  on  two  different  days  at  Fort  Leonard  Wood. 
The  data  plotted  in  Figure  14  were  recorded  during  a  period  of  6.2  m/sec 
winds,  the  data  plotted  in  Figure  15  were  recorded  during  a  period  of  5.2 
m/sec  winds,  and  the  data  in  Figure  16  were  recorded  during  10.3  m/sec 
winds.  In  each  plot  the  time  axis  is  30  seconds  long.  Each  plot  includes 
one  blast  signal  which  lasts  for  approximately  0.5  second  during  30  seconds 
of  background  wind  data.  The  vertical  axis  is  a  measure  of  0.2  second 
SEL  in  dB  (re  20  ^Pa).  The  signals  were  first  C-weighted,  and  EJq.  16 
was  used  to  calculate  SEL  for  the  “louder”  of  the  two,  single  microphones, 
and  p*  =  pip2  was  used  to  calculate  the  integrated  cross  product  for  the 
two-microphone  case.  The  cross  product  was  taken  between  two  vertically 
placed,  bare  microphones  separated  by  110  cm.  The  integration  period  in 
the  figures  displayed  is  0.2  second  but  the  integral  was  actually  calculated 
every  0.1  second,  so  for  each  curve,  this  0.1  second  SEL  was  calculated  300 
times. 

The  plots  in  Figures  14  and  15  show  the  blasts  occurring  close  to  the 
center  of  the  measurement  lime  period.  In  each  of  these  tw'o  plots,  the  blast 
signal  can  be  identified  by  observing  the  large  peak  in  the  cross-product 
curve  approaching  a  peak  in  the  single  microphone  curve.  In  these  two 
plots,  it  is  clearly  impossible  to  detect  the  blast  using  a  threshold  with  a 
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single,  unscreened  microphone.  But  the  integrated  cross-product  curves  in 
both  figures  show  that  a  a  detection  algorithm  could  be  developed  which 
would  make  use  of  the  fact  that  the  integrated  cross-product  appro2u:hed 
the  single  microphone  signal  only  when  the  correlated  blast  was  present. 
With  no  windscreen,  blasts  having  a  C-weighted  SEL  below  80  dB  could  be 
detected.  The  improvement  is  dramatic. 

The  third  plot.  Figure  16,  is  a  case  where  the  wind  noise  was  about  10  dB 
greater  than  the  level  of  the  blast.  The  blast  SEL  was  82  dB.  In  this  case,  it 
is  impossible  to  distinguish  where  the  blast  occurred  in  the  integrated  cross- 
product  curve.  But  Figure  17,  portraying  the  same  time  period  as  Figure  16, 
shows  the  integrated  cross  product  of  signals  from  two  microphones  using 
the  specialized  low-frequency  windscreen  (GLOW).  Here,  the  blast  is  clearly 
distinguishable. 

Overall  Wind  Noise  Reduction 

The  background  wind  noise  was  examined  for  each  event,  and  an  LEQ 
was  found  for  each  microphone.  Equation  17  was  used  to  find  LEQ  for 
each  of  these  ceises.  (1)  the  single  microphone  case,  (2)  the  integrated  cross- 
product  case,  and  (3)  the  absolute  values  of  the  factors  in  the  integrated 
cross-product  case.  This  third  case,  the  absolute  values  of  the  factors,  weis 
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included  as  a  lower  bound  on  the  applicability  of  the  integrated  cross  product 
method.  The  integration  period  to  calculate  the  LEQ  for  each  event  was  15 
seconds.  The  results  are  listed  in  Table  7. 

An  overall  average  wind  noise  reduction  was  calculated  for  each  type  of 
windscreen.  The  average  wind  noise  reduction  was  calculated  by  summing 
the  separate  trial  LEQs  for  each  individual  type  of  windscreen  and  then 
dividing  by  the  number  summed.  The  results  show  the  average  C-weighted 
wind  noise  reduction  for  each  type  of  windscreen  to  be:  9.2  dB  for  the 
absolute  values  of  the  factors  in  the  integrated  cross  product  of  two  bare 
microphones,  22.2  dB  for  the  integrated  cross  product  of  two  bare  micro¬ 
phones,  19.3  dB  for  the  12  cm  nylon  mesh  covered  wire  frame  ball  wind¬ 
screen,  23.6  dB  for  the  17  cm  diameter  solid  foam  ball  windscreen,  about 
29.5  dB  for  the  either  microphone  inside  the  specialized  low-frequency  wind¬ 
screen,  and  32.2  dB  for  both  the  integrated  cross  product  and  the  absolute 
values  of  the  factors  is  the  integrated  cross  product  for  the  two  microphones 
inside  the  specialized  low-frequency  windscreen. 

At  first  glance,  these  results  apparently  indicate  only  a  3.0  dB  improve¬ 
ment  in  wind  noise  reduction  when  comparing  the  integrated  cross  product 
of  the  two-microphone  array  inside  the  low-frequency  windscreen  with  the 
level  measured  by  one  microphone  inside  the  same  windscreen.  On  the  other 
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C-Weighted  Wind  Noise  Reduction  (dB) 


(1) 

(2) 

(3) 

('I) 

(5) 

(6) 

(7) 

(8) 

(9) 

006 

11.2 

-12.2 

-20.2 

-24.3 

-30.2 

-30.2 

-30.6 

-31.3 

007 

9.15 

-7.7 

-15.1 

-17.7 

-19.0 

-19.5 

-19.7 

-20.5 

008 

9.19 

-6.8 

-29.1 

-18.2 

-19.9 

-20.4 

-20.8 

-21.7 

009 

9.60 

-7.6 

-24.3 

-18,5 

-22.6 

-25.8 

-26.5 

-29.2 

026 

10.3 

-10.8 

— 

— 

— 

-37.9 

-37.7 

-43.0 

027 

10.3 

-10.6 

— 

— 

— 

-32.5 

-32.4 

-35.7 

209 

6.02 

-8.24 

— 

— 

-27.9 

-28.6 

-30.1 

159 

4.5 

— 

-19.4 

-24.6 

-31.5 

-30.0 

-34.4 

171 

4.9 

— 

— 

-23.5 

-23.1 

-33.2 

-30.8 

-37.4 

191 

3.7 

— 

-19.7 

-23.6 

-32.1 

-29.5 

-35.2 

190 

4.2 

— 

— 

-16.3 

-26.6 

-32.5 

-31.6 

-33.4 

192 

5.0 

— 

-16.3 

-22.3 

-32.1 

-32.0 

-34.8 

-9.2 

(1)  Event  number 

-22.2 

Average  Values 

-19.3  -23.6 

-29.6 

-29.2 

-32.2 

(2)  Windspeed  (m/scc) 

(3)  Absolute  value  of  the  cross  product  of  bare  microphone  array 

(4)  Cross  product  of  bare  microphone  array 

(5)  Nylon  ball  windscreen 

(6)  Solid  foam  ball  windscreen 

(7)  Bottom  microphone  inside  low-frequency  windscreen 

(8)  Top  microphone  inside  low-frequency  windscreen 

(9)  Both  cross  product  and  abolutc  value  of  the  cross  product 

for  the  microphone  array  inside  the  low-frequency  windscreen. 
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h&nd,  taking  the  integrated  cross  product  of  the  two  bare  microphones  shows 
an  improvement  of  22.2  dB  over  the  level  of  a  single  bare  microphone. 

There  are  at  least  three  explanations  for  this  unexpected  result:  (1)  the 
dynamic  range  of  the  Ampex  PR  2230  tape  recorder  is  limiting  the  results, 
(2)  the  ambient  acoustical  background  noise  is  limiting  the  results,  or  (3) 
the  windscreen  is  somehow  reacting  with  the  wind  and  causing  the  signals 
measured  at  each  microphone  to  be  correlated.  Tests  were  performed  as 
described  below  and  it  was  determined  that  the  small  improvement  in  wind 
noise  reduction  was  due  to  the  background  acoustical  noise  and  the  noise 
floor  of  the  tape  recorder.  These  both  limit  the  ability  cf  the  integrated 
cross-product  method  to  reduce  the  wind  noise  any  further  than  is  already 
accomplished  by  the  windscreen  alone. 

The  data  collected  at  Fort  Leonard  Wood  showed  little  improvement 
when  taking  the  integrated  cross  product  of  the  two  microphones  inside  the 
special  low-frequency  windscreen  because  of  the  background  noise.  About 
1/2  to  1  mile  away  from  the  microphones  were  about  25  to  50  luge  pieces  of 
tracked,  earth-moving  equipment  such  as  bulldozers,  scrapers,  and  graders. 
This  equipment  generated  low-frequency  noise  which  was  received  by  the 
microphones.  Basically,  for  speeds  less  than  about  25  mph,  the  windscreen 
reduced  most  of  the  wind  noise.  Therefore,  the  microphones  were  measuring 


86 


background  noises  since  the  windspeeds  never  exceeded  55  m/s  (25  mph). 
This  background  C- weighted  noise  level  varied  from  55  to  65  dB,  and  it  obvi¬ 
ously  was  correlated  at  each  of  the  two  microphones.  Therefore,  taking  the 
integrated  cross  product  of  two  correlated  signals  yielded  no  improvement. 

In  contreist,  nearly  all  the  time  at  Fort  Sill,  the  background  C-weighted 
noise  level  was  much  lower.  Some  of  the  analyzed  Fort  Sill  data,  such  as 
those  shown  in  Figure  18,  showed  large  cancellations  when  taking  the  inte¬ 
grated  cross  product  of  the  two  microphones  inside  the  special  low-frequency 
windscreen.  This  figure  suggests  that  the  background  noise  recorded  at  Fort 
Sill  was  limited  by  the  noise  floor  of  the  tape  recorder.  Thus,  in  tins  case, 
the  improvement  realized  by  taking  the  integrated  cross  product  was  a  re¬ 
duction  in  the  electried  noise  of  the  tape  recorder  and  not  a  reduction  in 
wind  noise.  However,  it  is  still  a  reduction  in  noise  and  generally  indicates 
the  applicability  of  the  integrated  cross  product  technique  for  separating 
signed  from  noise. 

In  summary,  the  integrated  cross  product  method  accomplishes  22  dB 
of  wind  noise  reduction  when  the  unscreened,  two  microphone  array  is  used. 
However,  when  the  background  acoustical  ambient  approaches  the  level  to 
which  a  highly  efficient  windscreen  reduces  wind  noise,  very  little  additional 
wind  noise  reduction  can  be  accomplished.  There  is  no  evidence  to  suggest 
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(294)dB 


compared  to  a  bare  microphone. 


that  the  windscreen  design  is  somehow  intereicting  with  the  wind  to  generate 
a  separate  correlated  signal  at  the  two  microphones.  So  the  two  methods — 
the  highly  efficient  windscreen  and  the  integrated  cross-product — can  be 
used  together  effectively  only  when  the  winds  are  very  high  or  the  acoustical 
ambient  is  very  low.  Otherwise,  together  they  are  too  good  and  limited  by 
the  acoustical  ambient. 
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9  CONCLUSIONS 

The  windscreens  used  in  the  experiment  are  all  acoustically  transparent. 
The  different  windscreens  reduced  the  background  wind  noise  by  differing 
amounts.  For  blast  noise,  the  windscreen  that  is  most  economical  and 
simplest  to  use  while  still  yielding  a  fair  degree  of  wind  noise  reduction  is 
the  19  cm  foam  ball.  If  required  for  more  critical  situations,  the  specialized 
low-frequency  windscreen  can  add  6  dB  in  C-weighted  wind  noise  reduction. 

Since  the  special  low-frequency  windscreen  is  layered  and  works  so  well, 
a  layered  windscreen  couid  possibly  be  developed  and  used  with  a  single 
microphone.  It  could  be  possible  to  achieve  29  dB  of  C-weighted  wind  noise 
reduction  with  a  simple  setup  and  processing  system. 

The  cross  product  of  two  vertically  spaced  microphones  can  yield  very 
significant  wind  noise  reduction.  With  bare  microphones,  this  technique 
yields  22.2  dB  (C-weighted)  which  is  in  good  agreement  with  the  earlier 
results  of  21.7  dB  found  on  the  roof  of  the  laboratory.  Taking  the  absolute 
values  of  the  factors  in  the  integrated  cross  product  yields  9.2  dB. 

The  integrated  cross-product  method  with  the  special  low-freqacncy 
windscreen  yields  32.2  dB  of  C-weighted  wind  noise  reduction.  This  is  only 
a  3  dB  improvement  in  wind  noise  reduction  over  a  single  microphone 
inside  the  body  of  the  special  low-frequency  windscreen.  This  small 
improvement  in  wind  noise  reduction  is  due  to  the  windscreen  reducing 
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most  of  the  wind  noise  and  the  two  microphones  measuring  only  the 
residual  correlated  background  noise.  If  the  windspeeds  were  greater  than 
55  m/s  (25  mph),  then  it  might  be  possible  to  gain  20  dB  or  so  in  wind 
noise  reduction.  By  using  the  special  low-frequency  windscreen  and  taking 
the  integrated  cross  product,  it  might  be  possible  to  gain  up  to  50  dB  of 
wind  noise  reduction.  To  accomplish  this,  the  wind  would  have  to  be 
blowing  at  very  high  speeds  or  the  background  acoustical  ambient  would 
have  to  be  very  low,  and  the  overall  analysis  system  used  would  have  to 
have  an  excellent  dynamic  range. 
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APPENDIX: 


NOISE  TERM  ANALYSIS 

In  analyzing  sound  level  measures  in  the  presence  of  nonacoustic  noise, 
several  noise  error  terms  arise.  These  are  random  variables  whose  charac¬ 
teristics  depend  on  the  properties  of  the  noise  process.  In  this  development, 
an  approximate  model  for  the  noise  process  is  used  to  derive  expressions  for 
the  means  and  variances  of  the  three  types  of  noise  error  terms  encountered, 
as  functions  of  the  sound  level  measurement  period  T.  These  statistics  are 
useful  in  predicting  the  effectiveness  of  the  two-microphone  noise  reduction 
method. 

The  noise  process  is  approximated  by  the  Gauss-Markov  random  process 
with  zero  mean  and  autocorrelation 

=  ff^exp{-61t  -  s|)  (Al) 

where  is  the  noise  variance  and  1/6  is  the  correlation  time.  Both  the 
nosie  and  the  acoustic  pressure  can  be  reasonable  represented  as  having 
zero  mean,  since  a  coupling  capacitor  can  be  used  to  eliminate  any  voltage 
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offset  in  the  microphone  signal.  The  model  for  the  autocorrelation  is  appro¬ 
priate  because  its  power  spectrum,  given  by 

Snif)  =  2bal/ib^  +  4)rV^)  ,  (A2) 

is  very  similar  to  typical  wind  turbulence  spectra.  In  particular,  Sn{f)  <x 
for  large  /;  This  dependence  closely  approximates  the  rule  Tor 

wind  turbulence  spectra  at  high  frequencies  iRef.  22],  [Ref.  23).  This 
model  allows  closed  form  expressions  to  be  found  for  most  of  the  noise  term 
statistics,  and  it  is  a  close  enough  approximation  so  that  the  results  of  the 
analysis  accurately  represent  the  dependence  of  the  noise  term  statistics  on 
the  measurement  parameters. 

The  first  noise  term  to  be  analyzed  is  p{t)n{t)dt.  The  mean  of  this 
expression  is  given  by  ; 


^{[  =  /  p{t)E{n{t)}dt  =  0  (A3) 

Jo  Jo 

since  the  noise  mean  is  zero.  Because  the  expectation  operator  is  linear,  one 
also  has 


(A4) 
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A  general  expression  for  the  variance  of  a  random  variable  is 


Var(X]  =  E{X^}-B\X)  (A5) 

But  j  p(t)n(t)dt}  =  0,  so 

-  f  [  p{t)p{»)E{n{t)n{a)}dtds 
Jo  Jo 

~  f  f  p(0p(^)^n(i,^)dtda  (A6) 

Jo  Jo 

This  cannot  be  evaluated  without  knowing  the  acoustic  pressure  p(t).  How¬ 
ever,  since  p(t)  has  zero  mean  and  Iin(t,6)  >  0  for  all  t  and  s,  the  variance 
can  be  expected  to  be  fairly  small,  independent  of  T.  With  the  factor  of 
1/T,  the  variance  is 

-  ^,P-{\j%{t)n{t)dt]^} 

1 

~  Jo  Jo 

This  variance  will  again  be  small  for  any  value  of  T;  it  vanishes  completely 
as  T  goes  to  infinity. 


The  second  type  of  noise  term  has  the  form  Jq  n^{t)dt.  The  mean  is 

Eij^  n^it)dt}  =  (A8) 

Now,  ffn  -  ^'{’^^(0)  ~  ^^{'*(0)  from  Equation  (A. 5),  but  the  latter  term 
is  zero,  so  <7^  =  E{n^(f)}  and  one  has 

fT  i-T 

E{ n\t)dt)  =  a^dt  =  T(7j^  (A9) 

Thus,  the  mean  is  directly  proportional  to  T.  With  averaging,  the  mean  is 


(AlO) 


To  find  the  variance,  one  first  finds  E{[Jq 


E{[f  n^(f)a'tp}  =  E{  f  n^{t)dt  f  n^(s)(is} 

Jo  Jo  Jo 

~  j  j  f  (All) 

Since  the  model  random  process  is  Guassian,  it  is  completely  determined  by 
its  mean  and  autocorrelation,  and  any  of  its  moments  can  be  found  from 
them.  In  particular,  the  expression  inside  the  above  integral  is  given  by 


jE'{n^(t)n^(s)}  =  2an  exp{-26 \t  -  2|)  f 


(A12) 
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Integrating  this  expression,  one  finds 


E{[j\\t)di\'^)  =  ^[26T  +  exp(-2fcT)  -  1]  +  (A13) 

Also, 

=  +  exp(-2ir)  -  1|  +  (A14) 

To  get  the  vai  iances,  the  squares  of  the  means  are  subtracted  from  the  above 
expressions: 

Var  ( j  n^(t)d(]  =  ^{2bT  +  exp{-2bT)  -  1]  (A15) 

Var  (i  n’(t)<lt]  =  ^\2bT  +  exp(-26r)  -  1]  (A16) 

The  first  variance  increases  without  bound  as  T  increases;  the  second  de¬ 
creases  to  zero  in  the  limit  as  T  goes  to  infinity. 

The  final  noise  term  to  be  analyzed  is  ni{t)n2(t)dt.  The  functions 
ni(t)  and  n2(f)  represent  noise  processes  at  two  different  points  in  speice; 
they  are  taken  to  have  identical  distributions  given  by  the  Gauss-Markov 
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process.  For  the  conditions  of  Buck  and  Greene’s  technique  to  be  met, 
ni(t)  and  n2{t)  should  be  independent,  but  thi?  will  depend  on  the  distance 
between  the  observation  points. 

A  result  of  the  frozen  t  irbulence  approximation  |Ref.  ‘.^4]  is  the  property 
that  the  autocorrelation  of  homegeneous  turbulence  fluctuations  in  time  at 
one  point  has  the  same  form  as  the  correlation  of  tubulence  fluctuations  in 
space  (at  a  given  instant  oi  time).  Thus,  one  has 

^n(ri,r2)  =  CAp(-a| jfi  -  rjlj)  =  (7^cxp(-ad)  (A17) 

where  ri  and  r2  points  in  space  and  d  is  the  distance  between  them. 
It  should  be  noted  that  the  intrinsic  wind  turbulence  will  probably  not 
be  strictly  honiogeneouj  in  many  cases  of  interest;  the  above  expression  is 
only  a  rough  approximation.  Also,  if  a  significant  part  of  the  nonacoustic 
noise  signal  is  due  to  the  two  microphones’  own  wake  turbulence  rather 
than  to  intrinsic  turbulence,  the  correlation  between  the  noise  processes  will 
obviously  be  much  smaller,  since  in  this  case  they  are  generated  separately  at 
the  two  points  in  spare.  The  above  spatial  correlation  expression  does  have 
the  expected  relationship  of  decreasing  correlation  for  increasing  microphone 
separation,  so  it  is  accepted  here  as  a  sufficiently  good  approximation. 

The  mean  of  the  term  rn(t)n2(t)dt  is  given  by 
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E{J  ni(t)n2(0‘^}  =  j  E {ni{t)n2{t)}  dt  (A18) 

But  f?{ni(t)nj(t)}  =  Rni^itfi)  =  aj^exp(-ad),  independent  of  time  t: 

E{j^  ni(t)n2(t)dt}  -  al^exp{-ad)(lt 

=  Tal,exp{-ad)  <;A19) 

and  also 

1 

Jo  (A20) 

Thus,  the  means  are  close  to  zero  if  the  observation  points  are  far  enough 
apart;  the  first  does  increase  linearly  with  T,  however.  To  find  the  variances, 
one  first  evaluates  |(/q^  ni(t)n2(i)dt]*| : 


E{[f  ni{t)n2{t)dt\^)  =  E{f  ni{t)n2{t)dt  f  ni(e)n2(8)d«} 

Jo  Jo  Jo 

=  f  f  £;{ni(t)n2(t)ni(e)n2(2)}dtd6  (A21) 
Jo  Jo 


To  determine  the  expression  inside  the  integral,  one  more  piece  of  infor¬ 
mation  is  required:  the  correlation  between  the  noise  at  one  point  and  one 


102 


time  (ni(f),  for  example)  and  the  noise  at  another  point  and  another  time 
(”2(*))-  This  can  be  modelled  as 


Rn{ri,t,r2,s)  =  exp(ad) exp(-fc -  2|)  (A22) 

based  on  the  frozen  turbulence  approximation  for  homogeneous  atmospheric 
turbulence  [25],  Using  this  expression,  the  integrand  is 


£{ni(t)n2(t)nj(s)n2(s)}  =  <r^exp(-2ad)  +  (rnexp(-26|t  -  2|) 

+  <r^exp(-2ad)exp(-26|t  -  «|)  (A23) 

where  d  is  the  distance  between  observation  points  1  (nj)  and  2  (02).  Inte¬ 
grating,  one  finds 

fT  -4 

E{lJ^  =  ^(l  +  exp(-2od)][26r-f-exp(-26r)-l] 

+  7’V^exp(-2od)  (A24) 

and  also. 


E{\i:  =  ^E{lJ\,{l)n,(t)dt]') 


103 


exp(-2o<f)][2fcr  +  exp(-26T)  -  1] 
+  a^exp(-‘2ad)  (A25) 

Subtracting  the  squares  of  the  means,  one  has  the  variances: 


Var[^  +  exp(-2ad)](26T  +  exp(-2l>T)  -  1’  (A26) 

and 

=  2^U+«xp(-2oi)![2tT  +  exp(-2fcT)-l)  (A27) 

As  with  the  previous  set  of  variances,  the  hrst  of  these  increases  linearly  with 
(large)  T,  and  the  second  decreases  to  zero  as  T  goes  to  infinity.  Suprisingly, 
the  separation  d  of  the  observation  points  has  only  a  small  effect  on  the 
variances;  but  this  is  reasonable  because  the  observation  point  separation 
should  have  only  a  limited  effect  on  the  magnitude  of  fluctuations  between 
the  noise  processes  at  the  two  points.  Note  that  as  d  goes  to  zero,  the 
means  and  variances  above  reduce  to  those  for  the  Jq  n*{t)dt  noise  term,  as 
they  should.  Although  the  assumptions  leading  to  the  variance  expressions 
are  beised  in  part  on  conjecture,  the  expressions  themselves  appear  to  be 
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reasonable  descriptions  of  the  dependence  of  the  noise  term  chareicteristics 


on  the  measurement  period  T  and  the  observation  point  spacing  d. 
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